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Abstract

Designing a biosensor capable of continuously monitoring blood glucose concentration in people
with diabetes has been a major challenge for over three decades. In this work we attempt to
develop a novel microspike based minimally invasive biosensor for this purpose. Also, as a part of an
ongoing study, we attempt to improve the current design of coil-type implantable biosensors.

Microspikes, which are able to painlessly penetrate the skin layer, were fabricated using lithographic
techniques and sputtered with gold to serve as an electrode. The biosensor design is based on
thiomalic acid self-assembled monolayer (SAM) on which glucose oxidase was immobilised by a
simple coupling technique together with a tetrathiafulvalene mediator entrapped in an epoxypolyurethane permselective membrane. Functional testing revealed that such modified sensors are
capable of detecting glucose concentration within the clinically relevant range. This was followed by
studying the microspike based biosensors incorporated into the microfluidics platform mimicking the
sensor behaviour in interstitial fluid. Data from these experiments revealed that the sensor response
is mainly dependent on enzyme kinetics rather than membrane permeability to glucose.

In contrast, an attempt to address the reproducibility issues of coil-type biosensors is presented.
The hypothesis for this study was that a crosslinked hydrogel would have a sufficiently uniform
porosity and hydrophilicity to address the variability in sensor sensitivity. The hydrogel was prepared
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by crosslinking di-hydroxyethyl methacrylate, hydroxyethyl methacrylate and N-vinyl pyrrolidone
with 2.5 mol% ethylene glycol dimethacrylate using the water soluble initiators – ammonium
persulphate and sodium metabisulfite under a nitrogen atmosphere. The hydrogel was applied to
the sensor by dip coating during polymerisation. Electrochemical measurements revealed that the
response characteristics of sensors coated with this membrane are highly consistent. Scanning
Electrochemical Microscopy (SECM) was used to spatially resolve glucose diffusion through the
membrane by measuring the consequent hydrogen peroxide release and compared with an epoxypolyurethane membrane.
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Chapter 1

Introduction

1.1 Aims and objectives
The aim of this chapter is to introduce the reader to electrochemistry as a science and show
examples of currently used techniques. Furthermore, some recent developments in biosensor
applications are presented along with a literature review of the work performed in this field.

1.2 Electrochemistry
Electrochemistry is a bridge between chemistry and electricity, wherein, electrical quantities at the
interface between the electrode and the solution are correlated to chemical parameters [1]. The
understanding of this science began in the 16th century when English physician and scientist William
Gilbert published his book ‘De Magnete’ (‘The Magnet’) where he briefly touched on electricity
matters. However, it is only at the beginning of the 19th century when two chemists William
- 20 -
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Nicholson and Johann Wilhelm Ritter separated water into oxygen and hydrogen using electrolysis
that electrochemistry branched from chemistry to become an independent science. Today, it is a
well developed discipline applied to a vast range of applications including renewable energy, metal
purification and biomedical analysis [1].

Electrochemistry takes place at the junction between an electrolyte (a conductive substance
containing free ions) and at least two electrodes (electrical conductors) which constitute the
electrochemical cell. Such a device can be categorized either as a galvanic cell (where the electrical
energy is derived from the chemical reactions) or as an electrolytic cell (where the electrical energy
is used to decompose chemical compounds). In two electrode cell the electrical conductors are
classified as either a cathode (a negatively charged electrode where the electroactive species
undergo reduction) or an anode (a positively charged electrode where the electroactive species
undergo reduction oxidation). Both, reduction and oxidation (redox) reactions of the analyte can be
described by equation 1.1, where
respectively, and

and

are the oxidised and reduced forms of the redox couple,

is the number of electrons transferred in the reaction:

(1.1)
This reaction occurs when a potential is applied between the electrodes, making the transfer of
electrons thermodynamically favourable. For a given reaction, the potential of the electrochemical
cell ( ) where the reaction could thermodynamically take place can be calculated using Nernst
equation:

(1.2)
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is the standard cell potential (sum of the individual potentials of the electrodes measured

in standard state),

is the universal gas constant (8.314 J K-1 mol-1),

is the absolute temperature,

is the number of moles of electrons transferred in the cell reaction,
(96485 C mol-1) and

is the Faraday constant

is the reaction quotient (the concentration of electroactive species).

The voltammetric response is determined by reactions between the electroactive species and the
electrode and is the sum of Faradaic currents (current generated by the redox reactions of a
substrate) and a background current (current flowing through an electrode usually caused by
processes at the electrode surface). For a simple reaction, such process involves the heterogeneous
electron transfer in the solution to the electrode interface, and transport of the product back to the
solution. Thus, the overall response is determined either by the mass transport of the electroactive
species or by the rate at which the electrons are transferred.

Mass transport limited reactions
Mass transport processes are present in electrochemical reactions in three modes:


Migration; movement of charged molecules driven by an electric field



Diffusion; random motion of particles driven by a concentration gradient



Convection; motion of particles caused by physical (solution) movement

A mass transport phenomenon is described by flux ( ), which can be defined as the rate of
molecules flowing across an area in a unit of time. When all three modes of mass transport occur in
a given system, flux can be calculated using Nernst – Planck equation, which is an extended version
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of Fick’s Law by a component representing particles movement as a response to electrostatic force
(second term in the equation 1.3). In one dimension this is:

(1.3)

where

is the diffusion coefficient [m2 s-1],

the electroactive species,
electrochemical

is the bulk concentration [M], is the ionic charge of

is the potential and

measurements

the

is the hydrodynamic velocity.

potential

gradient

is

Usually in
kept

at

minimum by providing an excess of the supporting electrolyte, thus the second term of the equation
can be neglected. Moreover, the experiments are often carried without any convection (i.e. stirring
or flow of the solution), which is represented as the last term in the above equation, in which case it
can be also neglected [1]. In such simplified experimental conditions, the flux is dependent on the
concentration gradient and can be calculated from equation 1.4:

(1.4)

Since the current ( ) is directly proportional to the flux, as shown below:

(1.5)
the current response of an electrochemical system can be calculated from the equation:

(1.6)
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Thus, the equation 1.6 indicates that current is directly proportional to concentration gradient of the
electroactive species.

Such approximations make an electrochemical system relatively easy to model. Electrochemistry
also provides a wide range of techniques to study more complex systems.

1.3 Electrochemical techniques
Several methods have been established to study electrochemical reactions, which are reviewed
elsewhere [1]. Thus, only the techniques relevant to this work are described here, namely:


Cyclic Voltammetry



Amperometry



Scanning Electrochemical Microscopy

Cyclic Voltammetry (CV)
CV is simple to perform and most widely used electrochemical procedure, which provides crucial
information about the thermodynamics and kinetics of redox processes. It is a potentiodynamic
technique wherein the potential is varied through linear ramping and the resulting current is
measured [2]. A typical voltage sweep in CV is presented in Figure 1.
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Figure 1: An example of potential vs. time plot for a typical cyclic voltammetry experiment.
A full cycle potential triangular waveform consists of a forward scan and a reverse scan. The slope of
the potential ramp is called scan rate (ν) and is expressed in V s-1. The potential is applied between
working and reference electrodes and the resulting current is measured between the working and
counter electrodes (such combination is called three electrode setup). To neglect the mass transport
of molecules caused by convection and migration (equation (1.3), CV is performed in unstirred
solution with an excess of a supporting electrolyte. The results from a typical CV are presented as
current versus potential plot and are called voltammograms (Figure 2).
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Figure 2: An example of a voltammogram for a gold disc electrode in 10mM Fe(CN)63-/Fe(CN)64- at a
scan rate of 100mVs-1
The initial potential is usually chosen where no redox reactions occur. When the potential is shifted
forward past a threshold potential towards the oxidation potential the signal increases until the peak
current Ip is reached. As the potential increases, the concentration of the reduced species on the
surface of an electrode is depleted (redox process) which results in the change of concentration
gradient and thus the increase of a cathodic current (equation (1.6). After the peak oxidation current
Ip,ox is reached the potential is shifted until the concentration of oxidised species is constant (i.e.
constant current). At that point the current is mass transport limited and not potential limited.
During the reverse scan, the accumulated oxidized species are reduced which results in decrease of
anodic current Ip,red, after which the steady state current is reached.
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Analysis of CV provides useful information about the electrodes – electrolyte system. CV is used to
determine the kinetics of chemical reactions, especially whether the reaction is thermodynamically
reversible. In particular, for a reversible couple (at 25°C) the peak current Ip is described by
Randles – Sevcik equation:

(1.7)

where n is the number of electrons taking part in the reaction, A is the surface area of the electrode
[cm2], C is the concentration of the reverse couple [M cm3], D is the diffusion coefficient [cm2 s-1] and
ν is the scan rate [V s-1]. Equation 1.7 can be used to determine the diffusion coefficient for an
electroactive species as the current increases with the square root of the scan rate (for a Nernstian
system,

is independent on the scan rate). Furthermore, varying the scan rate provides

information useful to identify the type of the reaction (reversible, quasi – reversible or
irreversible) [1]. For an ideal thermodynamically reversible (or electrochemically reversible) system
the peak current ratio, Ip,ox / Ip,red , is unity and the separation between the peak potentials is
expressed as:

(1.8)

where

and

are the oxidation and reduction potentials, respectively, and

of electrons transferred.

is the number
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In reality, most electrochemical systems do not exhibit Nerstian behaviour. Such systems, referred to
as quasi – reversible, process the electron transfer slower than the voltage scan rate as the barrier to
electron transfer needs to be overcome by increased potential beyond

In turn, this causes a

separation of the oxidation and the reduction peaks observed on the voltammogram, which can be
calculated from below equation (at 25 °C):

(1.9)

where

is the transfer coefficient and

is the number of electrons exchanged during the charge -

transfer step. Furthermore, CV of a system which is irreversible exhibits a shift of

with the scan

rate, or absence of the reverse peak.

Amperometry
In amperometry a constant potential is applied to a working electrode and the resulting current is
measured as a function of time. The applied potential is usually chosen (based on the CV
experiments) such that the resulting current is mass transport limited thus, at steady state, it
represents a concentration of the electroactive species, which are the analyte of interest or can be
correlated to its concentration.

This technique is used to study the sensor response to a change of substrate concentration which is
referred as titration. It involves the current measurements of a sensor under constant polarisation
immersed in a buffer solution, while changing the analyte concentration (stepwise). The results are
plotted on a current versus time curve. The time between the changes of analyte concentration is
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determined by the properties of the sensor, namely by the time required for the current to reach
equilibrium state.

Scanning Electrochemical Microscopy (SECM)
SECM is a type of Scanning Probe Microscopy (SPM), wherein measurements of surface properties
are made using a customised tip [3]. In particular, SECM is used to measure the reactivity of the
surface at a microscopic level. The basic principle involves positioning an ultramicroelectrode (UME),
at close proximity to the sample surface and measuring the Faradaic currents while scanning the
substrate immersed in an electrolyte solution. The measured current depends on the distance
between the tip and the substrate, the characteristics of the UME, and the conductivity of the
sample provides useful information about the electrochemical activity at nanometre to micrometer
scale resolution.

The UME consists of a conductive material (usually Pt) insulated around the sides in a way that only
the tip is exposed to the bulk solution (no lateral diffusion). The relation between the radius of the
tip disc electrode R and the diameter of the insulator G, R/G, dictates the properties of the tip.
Bigger R/G ratio results in larger collection area and smaller special resolution. Taking the above
geometry into account, the steady state current,

, when the UME is far from the surface, can be

calculated from the fallowing equation:

(1.10)

where C is the local concentration of a redox couple and

is the radius of the electrode.
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Figure 3: Schematic representations of the SECM methods of operation. a) positive feedback mode
where the UME tip is in close proximity to a conductive substrate and the regeneration of
electroactive species is present, b) negative feedback mode where the tip is positioned near the
insulating substrate (the diffusion of oxidised species O is hindered) and c) generation – collection
mode where the electroactive species are generated at the conducive interface.
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When the UME is brought to a close proximity to the conductive sample (few tip diameters) the
resulting current will be larger than a steady state current, i.e.

, as the redox mediator is

regenerated, increasing the flux of the reduced species to the UME tip. Such operation mode, called
‘positive feedback’ [4], is presented in Figure 3 (a). In contrast, when the UME is brought to a close
proximity to the insulating surface (i.e. glass), the species oxidised at the tip of an electrode cannot
be regenerated and its diffusion to the UME is hindered, as shown in Figure 3 (b). Such mode of
operation is called ‘negative feedback’ and results in the decrease of measured current in
comparison to a steady state current,

.

A different approach is used in a SECM generation – collection mode, which is a method where the
electroactive species are generated in a reaction involving the substrate and are collected by the
UME tip. The tip is held at constant distance from the sample and a constant potential is applied to
the UME as presented in Figure 3 (c). The measured current represents a concentration of redox
species reacting with the tip. Thus, this mode allows mapping e.g. activity of an enzyme.

1.4 Enzymes
Many types of biosensors are described in the literature (reviewed in the next section). However in
this work, enzyme based biosensors are of particular interest, as they exhibit exceptional specificity
to a given substrate which is a highly desirable feature. In this section, a general description of
enzymes is included and narrowed down to glucose oxidase which was used in this study.

Enzymes are globular proteins with amino acid residues ranging from few dozens to few thousands
which, by lowering the activation energy, catalyze a chemical reaction. An enzyme comprises of an
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active site (where the substrate is attached and the reaction takes place) and a shell surrounding
it [5]. Enzymes are highly selective in binding to the substrate and the mechanism by which the
catalysis is initiated involves specific non – covalent binding interactions. Specifically, there are four
main routes by which the substrate can interact with the enzyme:


Electrostatic interactions; charged substrate binds to the oppositely charged amino acid side
chain



Hydrogen bonding; hydrogen bond donor binds to a hydrogen bond acceptor containing
acidic group of an enzyme. Both substrate and enzyme can be donors or acceptors



Van der Waals interactions; when substrate and enzymes’ active side are highly
complementary with each other the binding can occur due to non – polar interactions



Hydrophobic interactions; occurs when a hydrophobic group of a substrate binds to a
hydrophobic group of an enzyme active site [5]

Enzymes, either alone or with a cofactor(s) improving the activity, can catalyze over a million
reactions per second. They do not alter the position of chemical equilibrium but only ‘speed up’ the
reaction rate aiming to reduce the concentration gradient between the substrate and the product.
The rate at which the enzyme reacts with the substrate also depends on the temperature and the pH
of the solution as both have an influence on the enzyme efficacy [5].
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Enzyme kinetics
Enzyme kinetics is a study of the reaction rate, the speed at which a substrate is converted to a
product (turnover rate) by an enzyme [5]. These studies help understanding the effect of various
reaction conditions on enzyme performance.

The rate at which the enzyme catalyzes a reaction is dependent on its concentration, CE, as well as
the concentration of its substrate, CS. For a given CE and for a relatively low CS the reaction rate
increases linearly, which indicates that there is enough enzyme molecules to catalyse the reaction of
a substrate. However, as the CS increases, the reaction reaches a plateau, as it becomes limited by
the enzyme turnover rate and finally arrives to a point where the maximum, Vmax is reached [5]. An
example of a saturation curve illustrating the dependence between the concentration of a substrate
and the reaction rate is presented in Figure 4.
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Figure 4: Typical enzyme saturation curve presenting the dependence of the reaction velocity versus
the substrate concentration.
The mathematical description of enzyme kinetics was first presented by Michaelis and Menten in
1909 and is still widely used today. Their model is based on the assumption that that enzymatic
reaction takes place in two stages. First, the enzyme
complex. In the second stage,

binds reversibly to a substrate

forming an

complex is catalysed by the enzyme and the product

is

formed. This can be represented in a mathematical form as shown below:

(1.11)

where

,

and

are the kinetic parameters [s-1]. Such representation is called Michaelis –

Menten kinetics model and is based on several assumptions:
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Enzyme binds to a single substrate



The formation of a product is irreversible and the product does not bind to an enzyme



The enzyme concentration does not change over time, which implies that the total enzyme
concentration is the sum of the enzyme



The concentration of a

and the enzyme – substrate complex

complex changes much slower than the

and concentration

(the quasi – steady state assumption)


There are no inhibitors involved in the reaction

The mathematical expression correlating the reaction rate to the substrate concentration derived
from the Michaelis – Menten model can be formulated as:

(1.12)

where

is the initial rate of the enzymatic reaction,

concentration and

is the maximum rate, is the substrate

(called a Michaelis – Menten constant) is equal to

substrate concentration at which the reaction rate is half of

and is defined as a

(as illustrated in Figure 4). This

constant is inversely proportional to an approximate affinity of an enzyme (bigger

represents

smaller enzyme affinity), and is often used to evaluate enzyme performance [5].

Most practical way for determining

is from a graphical representation of enzyme kinetics data,

e.g. Lineweaver – Burk plot or Eadie – Hofstee diagram, which are used to present the Michaelis –
Menten equation in a linear form. The description of all methods for the determination of

is

beyond the scope of this work; however, an explanation of technique used is presented in the next
chapter.
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Glucose oxidase enzyme
The two most commonly used enzymes for the oxidation of glucose are flavoproteins glucose
oxidase (GOx) sourced from Aspergillus niger (E.C.1.1.3.4) and quinoprotein glucose dehydrogenase
(GDH) sourced from Acinetobacter calcoaceticus (E.C.1.1.1.47) [6]. In this work, GOx was used as the
functional part of the biosensors, thus a brief description of its structure and properties is presented.

Glucose oxidase belongs to a group of flavoproteins, containing flavin adenine dinucleotide (FAD)
cofactor. FAD is not covalently bound to the enzyme and is essential for the oxidation of glucose [7].
GOx is an oxido-reductase that catalyzes the transfer of electrons from the electron donor, glucose,
to the electron acceptor, FAD cofactor. This reaction is presented in the figure below:

Figure 5: Schematic representation of GOx reaction with β-D-glucose. The image was adopted from
[8].
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As seen in Figure 5, in the first half-reaction β-D-glucose is oxidised by the enzyme to D-glucono-1,5lactone (gluconolactone) which further hydrolyses spontaneously to gluconic acid. In the second
half-reaction FAD cofactor acts as an electron acceptor and is reduced to FADH2 which is than
oxidised by molecular oxygen because it has higher reduction potential. Oxygen is than reduced to
hydrogen peroxide which is the electroactive end product of the reaction [8].

GOx is highly specific and can only catalyse the reaction with β-D-glucose, which is one cyclic form,
and not the other anomeric α-D-glucose form. However, since in humans both α- and β- D-glucose
are in equilibrium, it is widely accepted to assume that the concentration of one is proportional to
an overall glucose concentration [5, 7, 8].

1.5 Biosensor
A biosensor is a device containing a biological component capable of detecting an analyte. It
comprises a sensing element having high affinity to an analyte of interest, a detector that transforms
the signal from interactions between the sensing element and the analyte, and an instrument that
amplifies, translates and presents the signal in a user friendly manner [1].

The choice of sensing element is dependent on the analyte of interest. Various biological materials
have been used for this purpose, including enzymes, nucleic acids, antibodies and other
components [9]. The main function of the sensing element is to interact with the analyte in a way
which can be detected and processed. Ideally, the reaction should be quick, reversible and highly
specific to a single analyte.
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The main function of a detector (transducer) is to transform the signal generated by the interaction
between the sensing element and the analyte of interest. The choice of the detector is dictated by
the type of the physicochemical interaction between the sensing element and the analyte or by the
biosensor application. Many types of transducers had been reported in the literature, including
mechanical, thermal, electrical, optical or acoustic transducers [9].

In this work we have concentrated on electrochemical biosensors which take the advantage of
biological elements capable of reacting with the analyte of interest, and producing a chemical signal,
which can be measured using electrochemical methods.

1.5.1 Electrochemical biosensor
Electrochemical biosensors have been widely researched over the last three decades. They serve the
advantage of detecting an analyte in an accurate and inexpensive fashion. The detection mechanism
depends on the biorecognition processes and is based on the following electrochemical methods:


Amperometric; constant potential is applied between electrodes to oxidise or reduce an
electroactive species, a product of the biorecognition reaction, resulting in the generation of
a measurable current signal



Potentiometric; the signal (potential) is associated with the concentration of an analyte by
the use of ion-selective electrode (ISE) and is measured between the working electrode and
reference electrode (providing a reference potential) [1]
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Impedance; the signal (impedance – an extended form of resistance in AC current) is
correlated to the selective binding of the analyte of interest immobilised on electrode
surface [10]

Electrochemical biosensors based on enzymes have many applications in healthcare, environmental
monitoring, and food industries, due to their accuracy and reliability in complex biological
environments. Here, we attempt to improve current methods for the amperometric detection of
glucose, thus a description of such sensors is presented below.
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Enzyme based electrochemical biosensors
The basic working principle of enzyme based amperometric biosensors is presented in the figure
below.

Substrate
Mox

Ered

Mred

Eox

–

e
Electrode

Product

Figure 6: A schematic representation of a second generation biosensor (where a mediator is used to
transfer the electrons between E and the electrode) working principle. M represents a mediator and
E an enzyme.
The analyte of interest is catalysed by the enzyme layer in the same manner as described in section
1.4. When one of the products from such reaction is electroactive, a specific potential applied
between working and counter electrode oxidises or reduces this species. The redox reaction involves
electron e― transfer from or to the electrode, which is proportional to the concentration of the
reactant.
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In case of glucose biosensors, where GOx is used as a biorecognition element to catalyse the
reaction with the substrate, a potential of about 700mV is applied to oxidise hydrogen peroxide
(which is an end product in the reaction) as shown below on the simplified version of the catalytic
process:

(1.13)

It is important to note that in the oxygen mediated GOx catalysis process the measured current
(transfer of e―) is directly proportional to the concentration of hydrogen peroxide and not
necessarily to the concentration of glucose. In the second step of the reaction presented above, the
oxidation of

can be hindered by the availability of oxygen (e.g. when the sensors are

implanted in vivo, sometimes they are exposed to oxygen depleted environment).

A solution to this problem was proposed by Cass et al. who used a ferrocene derivative (ferrocene
monocarboxylic acid,

) to mediate the transfer of electrons between the GOx and the

electrode [11] which made the reaction oxygen independent (see Figure 6), as presented in the
stoichiometric equations below:

(1.14)
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Such an approach serves several advantages. First, the oxidation of the enzyme cofactor is
independent from the molecular oxygen and any fluctuations of oxygen concentration in the
solution containing the analyte will not have an effect on the reaction performance. Moreover, the
regeneration of the mediator is usually done at much lower potential (approximately 150mV for
ferrocene with comparison to 700mV for hydrogen peroxide) which decreases the risk of oxidising
any unwanted molecules affecting the sensor response. However, a drawback from using mediators
in implantable biosensors is that any leakage of these substances from the sensor can be potentially
harmful to the host tissue.

1.6 Literature review
In this section, a literature review of the relevant subjects is presented, including a brief description
of the need and techniques used to monitor the blood glucose level, and an in-depth review of
minimally invasive and subcutaneously implantable glucose biosensors, which are the subject of this
work.

1.6.1 Diabetes
Diabetes is a chronic disease which leads to an increase of blood glucose concentration
(hyperglycaemia) either because the pancreas does not produce enough insulin (a hormone
controlling the metabolism of glucose) or when the tissues in the organism do not respond to the
insulin. The classification of this disease is as follows [12]:
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Type 1 diabetes (also called insulin dependent); is caused by the insufficient production of
insulin by the pancreas



Type 2 diabetes (also called non-insulin dependent); is characterised by the inability of the
cells to use the insulin



Gestational diabetes; involves high glucose levels secondary to pregnancy in woman (usually
reversible)

If not managed properly, diabetes is a life threatening condition and can, through a series of
complications (i.e. stroke, blindness or kidney failure), lead to death. According to the World Health
Organisation (WHO), 220 million people worldwide have diabetes and in the year 2010 alone over
3.5 million people died as a consequence of this disease [12]. The cost for treating diabetics is
approximately 10% of the total healthcare expenses in developed or developing countries [13].

There is no cure for this disease, and the cause of diabetes is usually obesity, unhealthy life style,
genetic predisposition or viral infections. The treatment of diabetes involves controlling the glucose
level close to normal by managing the diet, exercise and medications (mainly insulin in type 1 but
also in combination with some oral medications in type 2 diabetes) which minimises the risk of
complications [12].

For proper management of blood sugar levels and balancing it with insulin, a continuous (or at least
often) monitoring of glucose is required. Many approaches to this problem have been researched in
the last three decades, some of which are described below.
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1.6.2 Glucose biosensors
The first attempt to improve the monitoring of the blood glucose level was made in mid 1960s
resulting in the release of the Ames Reflectance Meter (ARM), which initially was for the doctor’s
office use only. The device was based on a cellulose strip, containing glucose oxidise, peroxidise and
a chromogen (dye), which changed colour when a drop of blood was deposited onto it. The strip had
to be compared with the colour chart which gave an rough estimation of blood glucose level [14].
The first clinical trial studies for home use ARM based devices were published 1978 by Peterson et
al. where a group of patients was able to test their blood glucose levels at home [15]. Since then the
general public noticed the importance of glucose monitoring in diabetic patients, which was
underpinned in a joint statement issued in 1986 by the American Diabetes Association, Food and
Drugs Administration and the National Institutes of Health recommending such practice for diabetic
patients [16].

The ideal glucose sensor should provide continuous, real time, accurate readings for rapid change in
blood glucose concentration. It should be non-invasive, long lasting and not require calibration from
the user. Today, most popular technologies available on the market fulfil only some of the above
criteria as they are based on off-line sampling either blood (glucometers which require finger
pricking) or urine (urine dipstick) [16]. Such sensors typically comprise of a screen printed electrode
(with PVC or ceramic as a substrate and carbon as a conductive ink; often mixed with a mediator) on
which enzyme (glucose oxidase or glucose dehydrogenase) is deposited and protect with an outer
layer (e.g. Nafion which also prevents from interferences) [17]. The biggest disadvantage of these
sensors is that they do not provide continuous monitoring, which can lead to errors in adjusting the
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glucose level with insulin. However, they are still the most popular in diabetic patients’ community
as there is no feasible alternative for these sensors. Other technologies (majority under constant
development) which aim to address this issue are presented in the figure below.

Glucose biosensors

Continuous monitoring

Non-invasive

Optical

Transdermal

Point Sample

Minimally invasive

Microneedles

Invasive

Intravenously implanted

Subcutaneously implanted

Microdialysis

Figure 7: Schematic representation of the glucose sensor technologies [16].

The continuous glucose monitoring system (CGMS) is highly desirable as it allows correlation of the
blood glucose level with factors which have an influence on it, like exercise, food or the insulin level.
Traditional meters based on a point-sampling provide only a measurement at a given moment,
based on which it is impossible for the patient to predict whether the glucose level increases or
decrease and thus accordingly adjust it with insulin. CGMS would allow the user to obtain the
reading without his/her involvement, which leaves no room for error, and applying an appropriate

CHAPTER 1. INTRODUCTION

dosage of

46

insulin [18]. This would allow to remotely controlling the blood glucose level in a close

loop insulin delivery system.

Glucose biosensor technology is still a rapidly growing field, with over 600 publications just in 2010.
Many technologies (Figure 7) have been used to develop CGMS however, as for today; none was
approved to fully replace the traditional meters. The review presented below gives a flavour of the
work published on glucose biosensors and indicates the direction of possible future research.

Non – invasive optical glucose biosensors
Non – invasive biosensors are designed to measure the glucose concentration without accessing the
blood or breaching the skin layer. To achieve this, optical techniques have been used in the recent
past and some devices are already in clinical trial phase (e.g. Grove Instruments [19]). The main
reasoning behind using optical techniques is that the beam of light can, to some extent, penetrate
the tissue layer and interact with the molecules inside it.

Infrared (IR) spectroscopy technique takes advantage of the fact that molecules adsorb specific
frequencies which than can be correlated to their structure. IR has been used for measuring the
blood glucose concentration [20]. Both, near – infrared (NIR; wavelength 0.7 – 1.4 µm) and mid –
infrared (MIR; wavelength 2.5 – 50 µm) spectroscopes have been used with some success for this
purpose allowing the detection of glucose spectra window where absorption band intensities for
interferences like melanin, hemoglobin, and water are low [21]. It has been shown that these
techniques allow the beam of light passing through the skin layer to a subcutaneous region where
various molecules can be detected [22]. Furthermore, Burmeister et al. used NIR to measure the
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blood glucose level across the human tongue [23] which is very promising as the oral mucosa is
highly vascularised. The drawback however, is that such measurements are performed in the
presence of saliva containing traces of glucose, which can compromise the accuracy of the
results [16].

A more general problem related to the use of IR spectroscopy for blood glucose measurements is
that the skin through which the light is passing can vary between the individuals (e.g. by the amount
of fat deposited or its hydration) or change its properties (e.g. temperature) over a short time;
hence the sensors often require calibration [16]. These parameters also have an influence on the
scattering of the light beam which results in the increase of signal to noise ratio.

Scattering of light can be exploited, and also used as a method for glucose detection. As the light
passes through the tissue the amount of scatter depends on the relative refractive index of any
obstacles (e.g. blood, cell membrane or fat). Therefore, as the concentration of glucose changes, the
amount of scattered light will vary which was demonstrated by Heinemann et al. [24]. However, this
technique is also susceptible to the change of skin characteristics mentioned above.

Similar problems occur when using MIR for measuring the thermal emission from cutaneous
microcirculation of the blood vessel which depends on the blood glucose concentration [25]. This
issue can be overcome by using Surface – Enhanced Raman spectroscopy, which studies a form of
light scattering (named Raman scattering) enhanced by metal particles [26]. However, this technique
requires an implantation of these particles to improve the signal, as without them the Raman Effect
is too weak to distinguish glucose from similar particles [16] or the time required to acquire a full
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spectrum is long which can be harmful to the tissues [27]. Furthermore, sources of error affecting
the Raman scattering include the skin thickness or the concentration of erythrocytes [26].

Another attempt to measure the glucose concentration, without breaching the tissue layer, was
done using polarimetry. This technique relays on measuring optically active molecules (such as
glucose), exhibiting double refraction of the polarised light. The limitation of polarimetry is that it is
impossible to detect the blood glucose concentration through the skin as the polarization needs to
be measured in the tissue less than 4mm thick [16]. However, it is feasible to implement this
technique in the anterior chamber of an eye [28, 29] and correlate the measurements with blood
glucose concentration [30]. The biggest challenge for the scientists working on using polarimetry for
glucose measurements is optimising a feedback mode to eliminate the eye motion artefacts and on
modifying the current system for the in vitro measurements [28].

Optical coherence tomography (OCT) is based on the principle that backscattered radiation can be
recorded from the skin irradiated with coherent light. Using this technique the change of glucose
concentration in interstitial fluid can be measured, as it affects the scattering coefficient of
tissue [31]. The disadvantage of OCT is that the changes of skin temperature or motion affect the
measured signal [32]. Nevertheless, tests of products based on this technology (e.g. Sentris-100™,
GlucoLight, Bethlehem, PA) suggest good performance in vivo [33].

Photoacoustic spectroscopy is another technique used for glucose detection. When a optical beam is
illuminated onto a tissue the absorbed energy is transformed into a kinetic energy which results in
heat generation [34]. Based on the physical and optical characteristics of the tissue, the blood
glucose concentration can be determined noninvasively [34]. In vivo studies show 20% correlation
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between the Aprise photoacoustic sensor (Glucon Inc., Boulder, CO) and oral glucose tolerance
test [35]. This method also suffers from similar problems as the above described optical sensors [16].

Affinity based fluorescent techniques seem to be very promising candidates for biosensors as they
exhibit fast, accurate and reversible response to a change of glucose concentration [36]. The main
working principle involves competitive binding of glucose and fluorescently labelled binding agent to
a receptor, which results in concentration dependent change in fluorescence emission. This
technique can be used to analyse the glucose concentration in interstitial fluid (e.g. ‘smart tattoos’
[37]) or, when incorporated into contact lenses, in tears [38]. Several companies are looking into
commercialisation of this technology and some are already on clinical trials stage (e.g. The Charles
Stark Draper Laboratory Inc., Cambridge, MA).

Non – invasive transdermal glucose biosensors
It has been shown that transdermal glucose measurements in interstitial fluid (ISF) can be directly
correlated to venous glucose concentration (with the first one lagging behind the other for 12.4 ± 4.9
min [39] also however, depending of the method of evaluation [40] ). Among sensors taking
advantage of this phenomena are the transdermal sensors which exploit the skin properties to
noninvasively access the ISF.

The most mature method in transdermal glucose sensing is based on reverse iontophoresis. This
technique involves applying current (usually DC) to an electrodes attached to the skin [41]. The
flowing current induces migration of molecules either through electromigration (of e.g. negatively
charged lactate) or electroosmosis (of e.g. uncharged glucose) [41]. The concentration of glucose
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collected using reverse iontophoresis is much lower than in ISF; however it is still possible to
measure it using enzymatic biosensors and correlate to the blood concentration [42]. This
technology was incorporated into first transdermal glucose sensor called GlucoWatch (Cygnus Inc.,
Redwood City, CA) in 1999 [43]. However, the device was causing unpleasant skin rashes and was
unreliable during perspiration, which resulted in its withdrawal from the market in 2008 [44].

Similar effects on the skin can be induced with another technique called sonophoresis. It relays on
applying an ultrasound wave to the skin which increases its transdermal permeation and makes it
easier to extract the ISF for glucose measurements (usually done using enzymatic biosensors) [45].
The advantage of sonophoresis is that, by making the skin more permeable, it allows removing ISF
and injecting insulin with the same piece of equipment [46]. A prototype of such device was
introduced in 2000 [46], however, there is still no product based on this technique available on the
market.

Impedance spectroscopy is a method for noninvasively determining the glucose concentration. It is
an indirect measurement technique, where an AC current is applied to the skin and the impedance is
measured as a function of frequency [16]. The results (often referred as bioimpedance) can be
correlated to the blood glucose concentration as it affects the impedance of the tissue – blood
system [47]. However, the impedance measurements can also be affected by the change of skin
temperature or sweating [47, 48].
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Minimally invasive glucose biosensors
Minimally invasive sensors consist of a platform comprising of a needle-like microprobes and a
sensing element (either combined with the platform or as a separate unit). Such structures are able
to painlessly [49] penetrate the skin barrier (stratum corneum ) and access the ISF or blood [50].
Such structures were firstly introduced in the 1970s, however not until 1990s, when
microfabrication become more common, microprobes become extensively studied [51, 52]. Such
platforms can be broadly classified in two categories, namely hollow microneedles and microspikes.
Both types can be fabricated from various materials, including silicon, metals, biodegradable
polymers or glass [53, 54]. The fabrication of hollow microneedles usually involves etching the silicon
substrate using lithographically patterned silicon wafer, which leads to the development of
microspikes. To fabricate microneedles with a channel trough the centre, an additional round of
etching needs to be performed [53]. Such structures can serve as a mask for fabricating a
micromould which can be used to manufacture these devices with variety of materials [53].

For sensing applications, microneedles are used for extraction of either blood (when 2mm in
length [50]) or ISF (700-1500µm long [55]) from underneath the skin (either through capillary forces
or vacuum), where the medium is examined by an external sensor. Earlier studies suggest that it is
feasible to use microdialysis to sample the ISF for glucose measurements [56]. The biggest
challenges for this technique are fouling of the catheter with large molecules which than can
interfere with the sensor function, relatively long sampling lag (with combination to a interstitial
fluid glucose concentration being approximately 60% of that in blood and its change being in the
compartment lag 6-7 minutes behind changes in blood [40]) and local trauma at the site of the
catheter insertion [57]. Hollow microneedles serve the advantage over the above as they are small
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enough to minimise the local tissue irritations when inserted into the skin [49], can be modified to
act as size – exclusion membrane and prevent unwanted molecules to pass through [58], and, with
the help of a vacuum pump, dramatically increase the sampling time [56]. However, clogging of
microneedles by large proteins is still an issue which, to our knowledge, has not been solved.

Microspikes have been extensively developed for painless drug delivery as they allow puncturing the
skin structure creating small cavities hence making it permeable for large drug molecules to diffuse
through [52, 59, 60]. Similar devices serving the same function were also fabricated from
biodegradable materials (e.g. PLA or PLGA), mixed [51] or coated [61] with a model drug which was
released after inserting through the skin.

Invasive glucose biosensors
Invasive glucose biosensors are designed to access either the ISF or the capillary blood and take
measurements directly or in offline analysis. This is the most developed group of biosensors for
continuous glucose monitoring and most commercially available products are based on this
technology [16].

Microdialysis is one of such technologies and involves implanting a fibre into the adipose tissue,
where the ISF perfuse out under pressure and is pumped to an external electrochemical glucose
sensor [62]. Such fibre usually consists of a membrane for initial filtration of cells and large
molecules, allowing the clean matrix to perfuse [62]. The fluid which is used for measurements is
mixed with Ringer’s solution containing GOx enzyme and passed to the electrolytic cell which
minimises the need for calibration (usually done once a day) [63]. Adding enzyme to the solution
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also reduces the risk of enzyme degradation and, since the measurements are done ex vivo, the risk
of inflammation or biofouling [64]. However, the bacterial contamination of the catheter and the lag
time for the analyte to be pumped from the adipose tissue to a biosensor still reminds an issue [64].
An example of such device available on the market is GlucoDay S system (Menarini Diagnostics,
Firenze, Italy) [65].

Among invasive sensors, subcutaneously implanted needle – type amperometric glucose biosensors
are the most commonly used for CGMS [64]. Such a sensor implanted into the subcutaneous space
comprises of a working electrode (on which the enzyme is immobilised) and a reference/counter
electrode. The working principle involves measuring the current resulting from enzyme catalysed
electrooxidation of glucose mediated either by oxygen or a redox active couple (see section 1.5.1 for
details). As the GOx enzyme becomes saturated at high glucose concentrations which results in
inaccurate readings, such sensors are coated with a membrane which serves several functions. It
limits the flux of glucose (which increases the limit of detection making sensors feasible to work at
physiological glucose concentration range) and acts as a protective coating providing the bioactive
interface between the electrodes and the body tissues [66]. These sensors are shown to function in
vitro for ≥ 3 months under constant polarisation [67] and some reports suggest that they are capable
to work in vivo for over a year [68]. However, as soon as such sensors are implanted in the body,
they start losing their sensitivity due to biofouling and immune responses triggered by implantation
injury, and these ultimately lead to the sensors failure [66]. Several attempts were made to minimise
these effects [69-72], however most such approaches increase the in vivo sensing life of the sensors,
but often, only one of many ostensibly identical sensors functions longer than a few weeks [73].
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Several sensors based on this technology are available on the market, some of which are presented
in Figure 8.

Figure 8: Examples of commercially available needle – type amperometric glucose biosensors. A)
FreeStyle Navigator (Abbott Diabetes Care, Alameda, CA); B) Dexcom STS (DexCom, Inc, San Diego,
CA) and C) Guardian RT (Medtronic Diabetes, Northridge, CA). The image was adapted from [64]

The sensors presented in the above figure are subcutaneously implanted for between 3 – 7 days
and, after 1 – 10h equilibration period in vivo, require daily calibration typically done using finger
prick method. Such sensors are not individually tested in vitro since it could influence their
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performance. The need for calibration is mainly because the variability of subcutaneous
environment, sensor drift, sensor to sensor variation due to manufacturing processes (FDA agrees
on 10 % variation for implantable, and 3–5% for the test strip biosensors used for calibration [64])
and the immune response from the host caused by the sensor implantation [74] . The attempt to
address the reproducibility of enzymatic glucose sensors is presented in this work, thus a review of
such devices, including theoretical consideration of the operation modes is presented below.

1.6.3 Enzymatic biosensors
Leland C. Clark, who is widely considered as a father of electrochemical biosensors, designed first
sensor capable of measuring the concentration of oxygen dissolved in a solution, which is now
known as ‘Clark type’ electrode. Such sensor comprises of a platinum cathode immersed in
potassium chloride solution separated from the bulk with a Teflon permselective membrane and
silver chloride anode. When a constant voltage of -600mV is applied between the electrodes, the
change of current is proportional to the partial pressure of oxygen as the following reaction occurs:

(1.15)

Clark further exploited this technology and designed a sensor comprised of glucose oxidase enzyme
sandwiched between the electrode and Teflon permselective membrane. The catalytic reaction of
glucose, consuming oxygen as a substrate, causes the oxygen depletion in proximity to the electrode
making it possible to indirectly measure the concentration of glucose. However, a drawback from
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such determination of glucose in vivo is that the local fluctuations of oxygen concentration
significantly influence the measurements. The solution for this problem was proposed in 1967 by
Updike and Hicks, who designed a sensor with two working electrodes, one used to indirectly
measure glucose concentration and the other to detect dissolved oxygen in solution [75]. This
allowed subtracting the background current caused by the local oxygen variations from the indirect
measurements of glucose concentration.

The first sensor which was capable of detecting glucose by measuring the hydrogen peroxide
produced in the catalytic reaction involving GOx presented in equation (1.13), was described in 1972
by Guilbault and Lubrano [76]. Since then the development of glucose biosensors has progressed
through three generations, as shown below:


First generation biosensors; makes use of the oxygen co-substrate depletion or the hydrogen
peroxide production during the catalytic reaction of glucose



Second generation biosensors; synthetic electron acceptors (mediators) are used instead of
oxygen in the catalytic reaction of glucose making the electron transfer more efficient. Such
approach allows the sensor to work independently from oxygen and at much lower
potentials



Third generation biosensors; the goal for this type of sensors is to allow the direct electron
transfer between the enzyme active sites and the electrode, which abandons the need for
using a mediator. It can be achieved either by positioning of the GOx redox centre (FAD) at a
close proximity (less than about 3 – 5 Å) to the electrode, or by developing an electrode
which allows such electron transfer (e.g. tetrathiafulvalene – tetracyanoquinodimethane
electrodes) [77].
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As described earlier in this report, enzymatic biosensors comprise of three components: sensing
element, detector and a signal processing component. The design of a biosensor depends on the
technique used for immobilising the enzyme on a detector (electrode), choice of the redox couple,
and selection of a permselective membrane. These components are described below.

Enzyme immobilisation
For glucose biosensors there are several strategies for the enzyme immobilisation on the electrode
surface. GOx can be physically entrapped between the electrode surface and the permselective
polymeric film such as Teflon or Nafion [77]. Although such approach allows not only to entrap the
enzyme but also to extend its linear working range by reducing the local glucose concentration, it is
not efficient especially considering long term sensor performance [1]. More elegant way is to
covalently couple the enzyme within a polymer/protein film and casting it on top of the electrode.
The advantage of this method is that it allows entrapping large quantities of GOx which results in
larger hydrogen peroxide production (higher current density) and can enhance the enzyme
activity [78]. The most commonly used protein for this purpose is bovine serum albumin which can
be crosslinked using glutaraldehyde [69, 78].

Electropolymerisation is another technique which allows controlled immobilisation of enzyme on the
surface of an electrode. GOx can be entrapped in the metal oxide (e.g. TiO2 or CeO2 [79, 80]) or
polymeric (e.g. poly(pyrrole) or poly(1,2-diaminobenzene) [81, 82]) film produced by applying a
potential on the electrode surface. If done using chronoamperometry, this technique allows
controlling the thickness of the deposited film which accounts for sensor reproducibility.
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More sophisticated method is the deposition of an enzyme using self assembly monolayer (SAM)
technique. Gold electrode can be functionalised with e.g. thiomalic acid providing carboxylic groups
with which GOx forms an amide bond and attaches covalently to the surface [83, 84]. This strategy
allows the 2D enzyme deposition in a controlled fashion, which is beneficial especially when one
wants to uniformly coat a 3D electrode surfaces [85]. Despite this, the long term stability of enzyme
assembled using SAMs is poor unless such complex is further crosslinked [86].

Improved electron transfer can be achieved by ‘wiring’ the GOx redox centre with an electrode,
which shortens the distance for the electrons to travel. This can be accomplished by, for example,
wiring the enzyme with a polymer containing covalently attached electron acceptors (e.g. polyvinyl
pyrrolidone with densely packed osmium complexes) [87], conductive nanoparticles (e.g. Ag) [88] or
carbon nanotubes (CNT) [89].

Mediators
Mediators are a key feature in the second generation glucose biosensors. The main working principle
involves the reaction of mediator with the reduced form of an enzyme and then diffusion to the
electrode surface where it undergoes electron transfer. Their advantage of using the mediators in
amperometric glucose sensors is that the artificial electron acceptors allow functioning
independently from the dissolved oxygen concentration (which is a crucial substrate in the catalytic
reaction of GOx) and requires much lower oxidation potentials in comparison to hydrogen peroxide
(see section 1.5.1).
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An ideal mediator should require low oxidation potential, close to that of an enzymes redox centre,
to avoid oxidation of unwanted species (e.g. ascorbic acid or uric acid which are oxidised at the same
potential as hydrogen peroxide). Further, mediators should function independent of changes in pH
or temperature, have stable oxidised and reduced forms and not react with dissolved oxygen or
participate in other side reactions which otherwise lead to inaccurate readings. They should also
have low toxicity, especially when used for invasive or minimally invasive sensors [90].

Over the years many types of mediators have been developed to achieve these goals. They can be
categorised into three groups, namely organic, inorganic and metal – organic mediators. Examples of
such electron transferring agents are presented in the table below:

Organic

Inorganic

Metal – organic

Quinoid dyes
Quinines
Oxidized viologens
Quinone and its derivatives
Heterocyclic dihydropolyazines
Tetrathiafulvalene
Tetracyanoquinodimethane
Conducting salts
Oxygen
Hydrogen peroxide
Hexacyano-complexes of iron, cobalt
and ruthenium
Ferrocene derivatives
Osmium complexes
Chromium derivatives
Ruthenium complexes

Table 1: Examples of artificial mediator – redox couples based on [64, 90].
Among the organic mediators, all presented above have been reported to mediate the signal in GOx
catalysed enzymatic reaction [64]. However, some quinones and its derivatives have been shown to
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also react with other proteins [91]. In addition, the performance of most organic dyes (e.g. prussian
blue or methylene blue) vary with changes in pH, and often their stability is questionable [90].

In the group of organic mediators, tetrathiafulvalene (TTF) and its derivatives have been widely used
as electron transfer agents especially for flavo enzymes [92-94]. The oxidation potential for these
compounds is within 0.1 – 0.3 V (versus SCE) range which is low enough to prevent the interference
from unwanted species [90]. Moreover the single and repeated application of saturated solutions of
these mediators does not cause any local skin irritation [95], which suggest relatively low toxicity.

Oxygen and hydrogen peroxide are also considered as naturally occurring mediators for GOx,
however, as discussed above, they require high oxidation potential (0.7 V versus SCE) for peroxide
(which is similar to that of some interferences) and are affected by low oxygen solubility in
physiological

solutions [64].

Hexacyano-complexes (e.g. Fe(CN)63-/4-, Co(CN)63-/4-, Ru(CN)63-/4-[96]) are widely used for the electron
transfer enhancement in enzymatic biosensors [97, 98]. Their relatively low molecular weight (small
size) allows them to reach the enzyme redox centre. Good performance when they were
incorporated on screen printed carbon electrodes lead to the development of strip-based glucose
meters [64].

Metal – organic mediators have been successfully used for fabrication of glucose biosensors,
especially ferrocene and osmium complexes, which are known for their good stability and fast
electron transfer rate between the enzyme and the electrode [11, 64]. Strip-based glucose meters
comprised of these mediators (e.g. first electrochemical glucose meter for home use - ExacTech
from Medisense [99]) were also developed.
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Recent research also shows that it is possible to mediate the electron transfer from the enzyme
flavin redox centre to the electrode using carbon nanotubes (CNT) [100, 101], which significantly
enhance the electron transfer. The nano-size, cylindrical structure with high aspect ratio and end to
end ballistic transport of electrons along CNTs was suggested to cause such rapid electron exchange
[100]. Effectively, they are said to wire the redox centre of GOx to the electrode. However, a report
suggests that the spontaneous interaction of CNTs with enzyme causes conformational changes
(partial protein unfolding) exposing the active sites of GOx for faster electron transfer [102].

Another recent development is to use metal particles for the electron transfer enhancement. Gold
[103], Platinum [104], Silver [105], Silicone particles [106] and Laponite (polycrystalline silicon)
crystals [107] with sub-nanometre diameters have been reported to increase the electron transfer
rate between the enzyme and the electrode [108]. Although these particles are reported to
dramatically increase the enzyme performance (e.g. 5000 s-1 turnover rate for Ag nanoparticles/GOx
complex [109] versus 600-700 s-1 for GOx [110]) very little is known about their interaction with the
enzyme or the long term stability [109].

Permselective membrane
The permselective membranes (also referred as mass transport limiting or flux limiting membranes)
are widely used for controlling the diffusion of substrate (e.g. glucose) to the sensing element.
Although the purpose of such membrane remains the same in most types of sensors, the properties
and coating technique varies depending on the application. The primary function of the membranes
is to allow sensors to operate in physiological glucose concentration range by controlling solute
transport, such that glucose concentration reaching the sensing element is rate limiting for the
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sensing reaction. This allows measurements on un-diluted biological fluids, making implantable CGM
a possibility [111, 112]. Secondly, the membranes also slow down or prevent the interferences from
reaching the electrode. In the case of metal electrodes, especially platinum, they also prevent
electrode poisoning by electrolytes in body fluids including chloride ions. A third function for the
membranes is to protect underlying mediators, enzyme SAM, or electrodeposited films from
degradation and leaching.

Polymers and co-polymers such as Nafion, cellulose acetate, polycarbonate, polyurethane, polyvinyl
chloride, polyvinyl alcohol, tetrafluoroethylene, polyethylene, polypropylene, polyacrylamide,
polymethylmethacrylate, collagen, perflurocarbon, and polyallylamine-polyaziridine, have been
tested as mass transport limiting membranes [111, 113-121]. They are primarily deposited on
sensors through solvent casting. Often additives such as epoxy resins are used to reinforce the
polymers for improving mechanical integrity and long term durability [122]. The polymer
membranes prepared by solvent casting/phase separation typically have tortuous pores of size
>100nm, medium distribution and high density [123].

Most polymers tested are porous. However, Updike’s group reported the use of monolithic
membranes based on polyurethane on glucose sensors. The monolithic membrane is non-porous,
yet it acts as barrier due to its preferential dissolution and diffusion of solutes [111]. The
polyurethanes were based on block co-polymers having hydrophobic and hydrophilic domains
(containing carboxylate groups and polyether segments) that limit solute transport. Another
membrane that has hydrophobic and hydrophilic components is Nafion (a perfluorosulfonic acid
polymer), whose sulfonic acid residues also repel anionic interferants [124, 125]. Moussy’s group
extensively tested both polyurethane and Nafion membranes as mass transport limiting membranes
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[67, 78, 126-131]. In their studies, Moussy et al. reinforced polyurethane with epoxy resin for better
mechanical and long term durability. These membranes also have good mechanical properties,
provide sufficient glucose limiting barrier and limit the amount of interferants passing through.
Unfortunately, the properties of PU (and Nafion) based membranes are highly depended on the
polymerisation conditions (e.g. temperature and humidity) [74, 132] which cause high within the
production batch variability in sensor performance.

Well organised, uniform and thin membrane made with high precision LBL assembly is another
choice for mass transport limiting. Galeska et al. and more recently, Tipnis et al. used this technique
to

construct

layers

diallyldimethylammonium

with

humic

chloride

acids/ferric
(HAs/PDDA),

cations
and

poly

(HAs/Fe3+),

humic

styrene
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/

poly

diallyldimethylammonium chloride (PSS/PDDA) and optimised the diffusion of glucose and hydrogen
peroxide through the membranes [133, 134]. Stein et al. assembled nanometre size (12nm) layers of
poly allylamine hydrochloride (PAH) and poly sodium 4-styrenesulfonate (PSS) on glucose sensitive
microspheres and by varying the assembly conditions and the number of layers adjusted the
sensitivity to cover the hypo -, normo- and hyperglycemic levels [135, 136]. However, the physical
or ionic affinity binding in LBL assemblies can be susceptible to local variations in pH and ionic
strength, often compromising the long term stability of the membranes, especially when implanted.

Composites have also been used to obtain better controlled porosities, than solvent cast polymers
[123]. Uehara et al. proposed the use of nanofiltration composite membranes (with well controlled
pore size in a range between 5 and 30nm) made of polystyrene (PS) from PS-block-poly(methyl
methacrylate) (PMMA) with homo-polymer PMMA to optimise the glucose diffusion and, at the
same time, prevent large molecules (e.g. bovine serum albumin) to pass through [137]. To allow
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flexibility and, at the same time, limit the diffusion of glucose and hydrogen peroxide Chu et al used
porous

polytetrafluoroethylene

(PTFE)

membrane

with

phospholipid

polymer

(2-

methacryloyloxyethyl phosphorylcholine (MPC) copolymerized with 2-ethylhexylmethacrylate
(EHMA) called PMEH which has a similar molecular configuration as a cell membrane [138]. Further,
a novel, multifunctional membrane composed of MPC and

n-butylmethacrylate (BMA) was

proposed to sustain sensor performance [132].

Modern fabrication methods such as lithography and ion-track etching for polymers;
micromachining, anodization, powder sintering and sol-gel approaches for ceramics and
semiconductor materials have been utilized to generate membranes with well controlled pore sizes
ranging between 1 and 50 nm [123]. Such membranes, due to their molecular sieving abilities,
function as excellent mass-transport limiting. But, in practice, they are primarily used as enzyme or
affinity molecule entrapping membranes than as mass-transport limiting membranes for glucose
sensing [139-150].

Another important function for permselective membranes is to exclude interferants based on their
size, charge or polarity. Size exclusion is primarily dependent on the pore size and distribution within
the membrane. Uniform pore size is commonly achieved through electropolymerization using
materials such as poly(phenylenediamine), polyphenol, poly(aminophenol) and poly(1,2diaminobenzene) [145, 151-157]. The advantage of the electro-polymerization method is that
miniature sensors can be coated with uniform, thin and compact films [158]. Furthermore, plasma
polymerization method is also used to deposit size exclusion membranes based on cellulose acetate
and mercaptosilane on sensors [159-161]. Electrostatic repulsion using membranes containing
charged functional groups, especially a negatively charged perfluorinated ionomer Nafion, is also
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widely studied for elimination of interferants [127]. In addition, hydrophobic membranes made of
alkanethiol or lipid layers are used to exclude hydrophilic interferants [162]. Often, different
membranes are used in combinations to eliminate multiple interferants in complex biological fluids.
For instance, Moussy et al. sandwiched GOx immobilization layer between an electro-deposited
poly(phenylenediamine) inner layer and a Nafion outer layer [127]. Combinations of Nafion and
cellulose acetate have been used to eliminate the interference of the neutral acetaminophen and
negatively charged ascorbic and uric acids, respectively [163, 164]. Rodriguez et al. prepared a LBL
assembly of polyethylenimine, Nafion, polyetylenimine, and DNA followed by alternate deposition of
polyethylenimine and GOx, on thiolated gold surface, considerably improving the selectivity and
sensitivity of the glucose biosensor [165].

1.7 Research motivation
A continuous glucose monitoring platform together with closed loop insulin delivery could
significantly reduce the risk of complications in diabetes, as it would reduce the need for patient
compliance. In this work we attempt to develop and improve a platform which could be used for this
purpose. In particular, we have concentrated on two types of sensors for glucose monitoring:
microspike based (minimally invasive) and subcutaneously implantable (invasive) enzyme based
biosensors, both having some advantages and disadvantages over the other.

Minimally invasive glucose biosensors have a great potential to be combined with CGMS and
improve the treatment for diabetes [16]. Currently, many scientists have concentrated on the
development of hollow, micron size structures, which are referred to as microneedles [166, 167].
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The use of such structures for delivery of drug molecules and vaccines [168] has become popular
among scientific community over the last decade because it is minimally invasive and painless [169176]. Polymer and silicon based microneedles have been used for transdermal drug delivery of small
biomolecules such as insulin [177]. The approaches of using these structures as biosensors are based
on sampling the ISF followed by offline analysis. However, in this specific application it was more
beneficial to use microspikes (‘blind’ microneedles) as they exhibit extensive robustness and
eliminate the problem of clogging associated with hollow microneedles. Moreover, compared to
other planar electrochemical sensors, the 3D structure of the microspikes provides larger surface
area (greater compactness of an enzyme) which results in an increased current, hence greater signal
to noise ratio. It also allows higher enzyme loading which in turn leads to longer term performance.
To our knowledge, no one reported a successful fabrication of such structures for sensing
applications. Taking the above into account, the aim of this work was to develop a method of
fabricating and functionalising such structures to act as glucose biosensors and characterise their
performance.

In contrast, we also have concentrated on improving the current development of coil – type
implanted glucose biosensors. The advantage of such sensors is that they can provide reliable
glucose measurements for a relatively long period of time in vitro [78] and in vivo [68]. The main
trends in developing these type of sensor are concentrated in improving the sensor biocompatibility
using various techniques (e.g. hydrogel [69], collagen [71] or PLA [73] as a protective coating, the
suppression of immune responses using corticosteroids [70] or the promotion of neovascularisation
using growth factors [72] ). However studying the biocompatibility of these sensors still remains
challenging due to the lack of sensor reproducibility. This was often correlated with the fact that
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coil – type sensors are partially handmade, which leaves a lot of room for variation [131]. It was also
reported that the performance of the sensors (e.g. sensitivity or time response) is mainly dictated by
the permselective membrane coated on the sensor surface [131]. Both conclusions were based on
the current response of sensors coated with Nafion or Polyurethane (PU) based membranes [78,
128]. These polymers seems to be good materials for permselective membranes as they block
interfering agents from reacting with the enzyme and significantly reduce glucose diffusion rates
thus extending the sensors’ linear range. A major disadvantage with permselective membranes for
biosensors based on Nafion and PU is that small variations in curing time, humidity, or temperature
during their polymerisation can cause significant variation in porosity, leading to high variability in
sensor performance [178].

The advantage of being able to fabricate reproducible sensors is that the host influence on
implantable biosensors can be assessed when studying their in vivo response compared with that in
vitro. Also, because the poor reproducibility of such sensors there is a need for frequent
recalibration before and while implanted in the host tissue [179]. As previous reports suggest [180]
this could be overcome by implanting two sensors fabricated the same way, one with and one
without the enzyme. As both sensors will experience very similar environmental effects after
implantation the response for the sensor without the enzyme can be correlated to background
current and extracted from glucose measurements. Such set up allows measuring current caused by
known (e.g. l-ascorbic acid, acetaminophen or uric acid) [131] as well as any unknown interfering
agents.

In this work, we have concentrated on developing a novel hydrogel coating for such amperometric
glucose sensors which acts as a permselective membrane making the sensors more reproducible.
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Hydrogels used in our study were developed for contact lenses and are widely acknowledged as a
biocompatible [69]. In this case, however, the hydrogel is used as a permselective membrane. The
advantage of hydrogel over Nafion or PU based membranes is that its properties are much less
dependent on environmental changes (e.g. temperature, humidity or curing time) during the
polymerisation, meaning that the final alignment and compactness of the polymer chains (which in
turn dictates the material properties) are mainly determined by the chemical composition and not
by conditions at which the polymerisation has occurred. Thus, the aim was to develop hydrogels
having a high degree of crosslinking and uniform porosity, which can function as permselective
membranes for biosensors, improving their performance and reproducibility.

Chapter 2

Materials and Methods

2.1 Introduction
The aim of this chapter is to describe various techniques used to fabricate and characterise the
sensors.

2.2 Chemicals
Thiomalic acid (TMA), ethyl-dimethyl-aminopropylcarbodiimide (EDC), N-hydroxy-succinimide (NHS),
poly-l-lysine, Nafion 117, tetrathiafulvalene (TTF), bovine serum albumin (BSA), glutaraldehyde (GA),
glucose oxidase (GOx, from Aspergillus niger, lyophilized, powder, ~200 units/mg), ATACS5104 epoxy
adhesive, polyurethane (PU), polyethylene glycol dodecyl ether (Brij 30), tetrahydrofuran (THF),
ammonium peroxodisulfate (APS), sodium metabisulfite (SMS), 2-hydroxyethyl methacrylate
(HEMA), 1-vinyl-2-pyrrolidone (NVP), ethylene glycol dimethacrylate (EGDMA), Benacure 1173,
- 69 -
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polyethylenimine (Mw 25,000) branched (PEI), phosphate buffer saline (PBS) tablets and eosin were
obtained from Sigma-Aldrich, UK.

HEMA, NVP and EGDMA were purified by vacuum distillation before use.

Polydimethylsiloxane (Sylguard 184 monomer, PDMS) was obtained from VWR Internatinal Limited,
and the SU-8 photoresist from Chestech Ltd, UK.

Image reverse photoresist (AZ5214E) was purchased from Clariant, GmbH, Germany.

2 mm thick polyvinyl acetate (PVA) sheets were purchased from Ceiba Technologies (Chandler, AZ,
USA).

Full bright cyanide free gold plating solution (Gold ECF 60) was purchased from Metalor
Technologies (Birmingham, UK)

2,3-dihydroxypropyl methacrylate (DHPMA) was purchased from Polysciences Inc. (Warrington, PA,
USA).

Teflon coated Platinum–Iridium (Pt-Ir, 9:1 weight ratio, Ø0.125mm) and Silver (Ag, Ø0.125mm) wires
were obtained from Medwire (Mt. Vermon, NY, USA).

Deionised (DI) water purified with a Millipore system was used throughout these experiments.
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2.3 Fabrication of microprobe arrays
The fabrication of microspikes was done in collaboration with Dr Kostis Michelakis and Dr Sanjiv
Sharma.

The microspikes were fabricated using method reported by Kim et al. [181]. Negative photoresist
polymer (SU-8) was used for the microfabrication. Microprobe arrays were fabricated to have over
1000 needles varying from 56µm to 700µm in length and from 15 to 30µm diameter at the tip. An
SU-8 mesa was formed on a Pyrex glass substrate and a second SU-8 layer was then deposited on to
the first SU-8. When exposed to UV, SU-8's long molecular chains cross-link, causing the
solidification of the material. An array of SU-8 tapered pillar structures, with angles in the range of
3.1˚–5˚, was formed on top of the SU-8 mesa structure. This was followed by a conformal
electrodeposition step involving sputtering of gold. In order to lower the resistance of obtained
material, an additional, uniform layer of gold was deposited electrochemically on the microprobe
array.

2.4 Electroplating gold on microspikes
The electroplating was done on two different microspike based platforms. First was used to test the
microspikes performance as glucose biosensors and the other on microspikes incorporated in the
microfluidics platform. In both cases, electroplating was performed using CHI 1000A Multi
Potentiostat (CH Instruments, Llanelli, UK).
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2.4.1 Microspikes
Prior to the electroplating, a single microspike array was gently separated from the glass substrate.
Acetone, which dissolves the positive photoresist, was used to expose gold coated surface (see
Figure 9) to which a metal wire was attached using a silver epoxy resin. After 1h drying time the
connection between microspikes’ exposed gold surface and the wire was insulated using 2 part
epoxy resin.

The microspikes were immersed in 0.5M H2SO4 and electrochemically cleaned by shifting the
potential from -0.4 to 1.6V (2 cycyles) vs. Ag/AgCl acting as reference and counter electrode (scan
rate 0.05V s-1, E step 10mV). Electrochemical deposition of gold was performed using a conventional
three-electrode configuration, namely Au microspikes as working electrode, platinum gauze counter
electrode and an Ag/AgCl reference electrode. For electroplating commercial full bright cyanide free
gold plating solution (Gold ECF 60) containing 10 g/L gold (pH= 9) was used. The Au layer was
deposited under potentiostatic conditions. Electrodeposition was carried out using 8 cycles of a
three potential sequence consisting of first 300mV for 20s, second -600mV for 0.1s, then -500mV for
800s.

To determine whether the electrodeposition procedure was successful, thereby ensuring good
electrical contact between the golden deposit and the underlying golden microspikes the films were
tested using a potassium ferricyanide redox couple.
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2.4.2 Microspikes for microfluidics platform
Prior to the electroplating, a single microspike array was glued onto a glass slide with silver
electrodes. A fraction of the front side (see Figure 9) was gently cleaned with acetone, to dissolve
the photoresist covering the bulk of the chip excluding the microspike tips, and connected to the
silver electrode contact pads using silver epoxy resin. A separate silver pattern was modified with
0.1M FeCl3 as described in [182] and served as both reference and counter electrode. When tested
in bulk solution an external Ag/AgCl reference electrode was used.

The microspikes were cleaned with 0.5M H2SO4 by shifting the potential from -0.4 to 1.6V vs.
external Ag/AgCl reference and counter electrode. The electrochemical deposition of gold was done
using full bright cyanide free gold plating solution (Gold ECF 60, 10g/l of Au, pH=9) in order to lower
the resistance of the electrode. A standard three electrode cell comprising of working, reference and
counter electrodes consisting of microspikes, Ag/AgCl and platinum gauze, respectively was used.
Only the gold coated part of the microspikes (i.e. without the silver patterns) was exposed to the
electroplating solution. Gold metallization was conducted using eight cycles of three potential
sequences (300mV for 20s, -600mV for 0.1s and -500mV for 800s). Such prepared samples were
tested using cyclic voltammetry (0-400mV at 50mV/s scan rate) in 0.1M PBS solution containing
1mM potassium ferricyanide to confirm the proper gold attachment to the underlying microspikes.
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698µm

724µm

692µm

Figure 9: Scanning Electron Microscope images of microspikes array before functionalising it to act
as biosensor and the estimates of microspikes heights.

2.4.3 Thickness calculations
We have used the following formula to calculate the thickness T[cm] of deposited gold

(2.1)

where

is the molecular weight of the deposited metal [g mol-1] ,

taking part in the reaction,
[cm2] and

is the Faraday constant [s A mol-1],

is the density of gold [g cm3].

is the number of electrons

is the surface area of microspikes

was calculated from the i-t curves. The surface area

was calculated based on the SEM measurements.
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2.5 Microspikes functionalization
After an additional cleaning with 0.5M H2SO4 microspikes were functionalised with 0.4M thiomalic
acid (TMA) for 1h at room temperature. Subsequently, to activate TMA’s carboxyl groups, the
microspikes

were

incubating

at

room

temperature

for

2h

in

2mM

ethyl-dimethyl-

aminopropylcarbodiimide (EDC) and 5mM and N-hydroxy-succinimide (NHS). The microspikes were
than immersed in 0.1M PBS, 0.001% poly-l-lysine and 10mg/l of glucose oxide enzyme overnight at
4˚C. This was followed by coating the microspikes with either Nafion or epoxy – PU permselective
membrane. The schematic representation of a final sensor design is presented in Figure 10.

Coating with epoxy - polyurethane (PU) based membrane
An epoxy-PU membrane was prepared by dissolving 0.5 M TTF, 17.8 mg each of Part A and Part B of
ATACS5104 epoxy adhesive and 26.7 mg of PU in 4 ml of THF and 1 ml of Brij 30. 1µl of such
membrane was deposited onto the microspikes and left for drying in room temperature for 20min.

Coating with Nafion based membrane
The dried microspikes surface was coated with a 1µl aliquot solution composed of 0.5M TTF in 1%
Nafion 117 perfluorinated ion-exchange membrane. Prior to use, the microspikes were left for 1h to
dry.
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Figure 10: Schematic representation of microspikes based glucose biosensor.

2.6 Incorporation of microspikes into a microfluidics
platform
As shown in Figure 11, the microfluidic platform comprises of a Polydimethylsiloxane (PDMS)
microfluidic chip, and a microspike array layer. Sylguard 184 monomer and the curing agent (ratio
10:1) were poured into a pre-fabricated SU-8 mould and left to cure overnight. The PDMS was cut
and peeled off the mould. This chip design had 2 inlets with meanders leading to hexagonal chamber
which finally terminates into a single outlet. The microchannels were 1.0 mm wide and 1.0 mm
deep. The microfluidic chip was bonded with a glass slide consisting of the microspike array by
exposing it to Oxygen Plasma (Diener Technologies, Warrington, UK) for 120s at 60 % flow rate.
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Figure 11: A schematic representation of microfluidics based system to study mass transport
phenomena in microspike based biosensors.

2.7 Electrochemical measurements of microspikes
The electrochemical response of microspikes was characterised using various techniques described
below on either of the two instruments:


Single channel Ivium CompactStat (Ivium Technologies, Eindhoven, The Netherlands)



Eight channel CHI 1000A Multi Potentiostat (CH Instruments, Llanelli, UK)

All measurements were done in a custom made Faraday cage to reduce the interferences from the
surrounding electromagnetic fields.
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2.7.1 Titration
Cyclic voltammetry revealed that the optimal potential for TTF mediator oxidation is 150mV and this
was used throughout this study. Microspikes were used as a working electrode and an Ag/AgCl as a
reference and counter electrode. The sensors were calibrated in 0.1M PBS under constant stirring by
stepwise glucose concentration increase from 0 – 25mM.

2.7.2 Calculations of apparent Michaelis – Menten constant
The response of amperometric biosensor can be limited by either enzyme kinetics or mass transport
effects [183]. Although these phenomena have been investigated for simple planar sensor designs
[184] there is not enough evidence for more complex electrode geometries such as out-of-plane
three dimensional electrodes. Thus, to characterise enzyme kinetics of biosensors, Michaelis –
Menten constant

, which correlates the affinity of the enzyme and the substrate, was

determined. In case of microspike based glucose sensor containing a permselective membrane, the
reaction is mass transport controlled and the calculated constant has no longer the true significance
with respect to Michaelis – Menten kinetics. However, it is still valid for comparison of similar
sensors [184]. Thus, the apparent Michaelis – Menten constant (
Lineweaver – Burk type approximation [184]:

) was calculated using
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(2.2)

where C is a substrate concentration, is steady state current,
current, and

is maximum steady state

is an apparent Michaelis – Menten constant [185]. In order to calculate the

,

a plot of 1/i vs 1/c was constructed and apparent Michaelis – Menten constant was calculated from
the slop of the linear fit. Such plot is presented in section 3.1.4.

2.7.3 Electrochemical response of microspikes incorporated into a
microfluidics platform
The sensors were tested using Ivium CompactStat potentiostat with microspikes as working
electrode and modified Ag/AgCl pattern as reference and counter electrode. The current was
measured after applying 150mV which proved to be sufficient for TTF oxidation.

The injection of solutions was done using two syringe pumps connected to the two inlets of
microfluidics platform. To determine the response to the change of glucose concentration, the
sensor was first stabilised with PBS flowing at a constant rate until a stable current was observed.
The PBS flow was stopped and a 5mM glucose solution was introduced through the second inlet
keeping the same flow rate. The experiment was continued until the steady state current was
reached. To evaluate the sensor performance 50, 100 and 200µl/min flow rates were used. The
background current was subtracted from all measurements. The device lifetime was determined by
repeating experiments with the same sensor over seven days.
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2.8 Hydrogel preparation
To develop a membrane for coil-type amperometric biosensors hydrogels were prepared by mixing
predefined amounts of NVP, HEMA, DHPMA and EGDMA monomers in a glass vial and diluted 1:1
with DI water. Free radical addition polymerisation of the monomer mixtures was carried out using
chemical- or photo- initiation.

Free radical polymerization using chemical initiators
This method involved adding 1.5 mol% (of the total monomer content) of APS and SMS initiators,
which decompose at room temperature in aqueous solutions producing free radicals necessary to
catalyse the polymerisation reaction [186]. Prior to that, the monomer mixture was purged with
nitrogen for 5min to remove the dissolved oxygen and ensure that the reaction takes place in
oxygen-free atmosphere. Polymerization was stopped usually after 10-15min by immersing the
hydrogels in DI water. The samples were than washed 5 times with DI water to remove any
unreacted monomers. When not in use, the hydrogels were stored in DI water or PBS at 4oC.

Photopolymerization
For the photopolymerization, 1.5 mole % (of the total monomer content) of Benacure 1173
photoinitiator was added to the monomer mixtures and purged with nitrogen gas for about 5
minutes to remove dissolved oxygen in the monomer solution. The reaction mixture was poured into
petri dishes and exposed to 245nm UV radiation for the photo-polymerisation. The petri dishes were
placed at about 1 to 2 cm distance from the 245 nm UV light bulb (30W, 254nm & 365nm UV lamps,
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ALLEN 425, LCF-750-Q, P. W. Allen & Co., London) in a closed chamber. The chamber was purged
continuously with nitrogen gas during the reaction to provide inert atmosphere. The reaction time
was constant for all hydrogels and was 100 min after which the UV light was turned off. The reaction
was stopped by adding DI water to the petri dishes with the hydrogels. The gels were stored at 4oC
overnight. The hydrogel films were then carefully dislodged from the petri dishes and washed 5
times in DI water to remove any unreacted monomers in the hydrogels. Thereafter the hydrogels
were stored in DI water at 4oC until future use.

2.9 Hydrogel characterisation
Hydrogels were characterised in terms of their micro-structure and chemical composition using the
techniques described below.

2.9.1 Fourier Transform Infrared Spectrometry (FTIR)
The chemical composition of hydrogels was characterised using FTIR.

Prior to characterisation the samples were freeze dried (Heto Power-Dry, LL3000 freeze dryer,
Thermo Electron Corporation, equipped with Edwards RV12 Vacuum pump) overnight at -76oC
(collector temperature). The freeze dried samples were stored in vacuum desiccator. IR spectra were
recorded at room temperature in the mid-infrared range (4000–650 cm-1) using Attenuated Total
Reflectance Fourier Transform Infrared (ATR-FTIR) spectrometer (FTIR-8300, Shimadzu Europe Ltd.,
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Duisburg, Germany). Typically, 10 scans were signal-averaged for a single spectrum at a resolution of
±8 cm-1 using a ZnSe crystal at an incident angle of 45°.

2.9.2 Temperature measurements
The temperature measurements were conducted using Apollo 4000 Amperometric Analyzer (World
Precision Instruments Inc., Sarasota FL) equipped with high quality miniature platinum RTD
(Resistance Temperature Detector) electrode (2.0mm tip diameter).

Continuous temperature

monitoring was used to determine the gel temperatures for the free radical polymerization using
water soluble initiators APS and SMS.

2.9.3 Scanning Electron Microscopy (SEM)
Depending on whether dry or hydrated, the morphology, especially porosity of hydrogels differs
significantly. In dry state the hydrogels usually appear non-porous. In order to see the porosity, the
hydrogels were first hydrated in PBS and then freeze dried (Heto Power-Dry, LL3000 freeze dryer,
Thermo Electron Corporation, equipped with Edwards RV12 Vacuum pump) overnight. The freeze
dried samples were then coated with a 20-30 nm conductive layer of gold using the gold sputter
(Quorum Emitech K850 Critical Point Drier and a Polaron SC7620 Mini Gold Sputter) under vacuum
by applying 25mA current for 2min. The gold coated samples were examined in SEM (Variable
Pressure SEM JEOL JSM 5610 LV) under high vacuum mode and an accelerating voltage of 15kV.
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2.10 Needle type enzyme based amperometric biosensor
fabrication
The sensors were prepared similar to that previously described [69, 131]. The sensor is a two
electrode system containing a coil-type Pt-Ir anode as the working electrode and silver/silver
chloride (Ag/AgCl) cathode as the reference/counter electrode.

2.10.1

Working electrode

1 cm of Teflon coating was stripped from each end of 7cm long Teflon coated Pt–Ir wire. One end
was carefully cleaned with absolute ethanol and sonicated for 5 min in DI water to remove any
impurities and plastic residues. The same end was wound around a 30 gauge ½ inch hypodermic
needle to obtain a coil end (8 windings) of the sensor. The coil chamber was reinforced with sterile
cotton to ensure stability of immobilised enzyme gel and prevention of air bubble formation. The
cotton reinforced Pt-Ir coils were then sonicated in DI water for 30min followed by 20 min wash in
absolute ethanol to remove any impurities and dried at 60oC for 20 min.

2.10.2

Enzyme loading

About 2.5 µl of enzyme loading solution (12 mg of BSA, 2.5 mg GOx and 5 μl of GA dissolved in 300 μl
of DI water) was applied on the cotton reinforced Pt-Ir coil and air dried at room temperature for
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about 1 h. This procedure was repeated three times and the resulting enzyme gels on sensor coils
were allowed to crosslink overnight at room temperature.

2.10.3

Reference electrode

1 cm of Teflon coating was stripped from each end of a 6 cm long Teflon coated silver wire. One end
was carefully wound around a 30 gauge ½ inch hypodermic needle to obtain a coil end (8 windings)
of the sensor. The Ag-coil was treated with ammonia solution for 30 sec, rinsed in DI water for 30 sec
followed by 6M nitric acid treatment for 10 sec. The coil was then washed in DI water and
electroplated in 0.01M HCl at a constant current of 0.1mA using a galvanostat (263A, Princeton
Applied Research, TN, US) overnight. The resulting Ag/AgCl reference electrode coils were rinsed
with DI water. The sensors were assembled by passing the free-end of the Pt-Ir working electrode
wire through the Ag/AgCl reference electrode coil. The Teflon coated Ag and Pt-Ir wires were wound
up such that the Ag/AgCl coil is separated from the enzyme loaded Pt-Ir coil by a distance of about 5
mm.

2.10.4

Permselective membrane coating

The Ag/AgCl reference and enzyme coated working electrodes of the sensors were coated with
either epoxy-polyurethane (PU) or hydrogel permselective membrane. Epoxy-PU coated sensors
were used as positive controls as they are well characterized in the literature [67, 131, 187].
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Epoxy - polyurethane membrane coating
The epoxy-polyurethane loading solution was prepared by dissolving 26.7 mg of PU in 4 ml of THF
and 1 mg Brij 30, 17.8 mg each of Part A and Part B of ATACS5104 epoxy adhesive. The sensors were
coated by applying 1-1.5 µl of the loading solution and air dried at room temperature for 30min
followed by 20min curing in an oven at 80 ˚C. The sensors were then cooled to room temperature,
followed by storage immersed in PBS (pH 7.4) at 4oC until further use.

Hydrogel membrane coating
In order to increase the affinity of the polymer chains of hydrogel for the enzyme surface, the sensor
assembly including the enzyme coated Pt-Ir coil and Ag/AgCl reference coil were dipped in a 0.1M
PEI (MW= 25kDa, branched polycation) solution under continuous stirring for 30 min followed by 30
min washing in DI water.
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Figure 12: A schematic representation of sensor coating technique. The sensor was lowered
perpendicularly into a syringe containing a monomer mixture to which a nitrogen supply was
attached (a-b) and removed when the gel point was reached which was indicated by the increase of
the temperature (c).
To coat the sensors with hydrogel, a vertically aligned 3ml disposable syringe with plunger removed
and nitrogen supply attached to the needle end was used, as shown on the Figure 12. The monomer
mixture was poured into the syringe, and held within the syringe by nitrogen gas flow. The solution
was deoxygenated for at least 5 min with N2 gas bubbling. For the free-radical polymerization, 1.5
mol % SMS was added to monomer mixture and allowed to mix uniformly (assisted by N2 gas
bubbling). After about 5 min 1.5 mol % APS was added drop-wise to initiate the polymerization as
described in section 2.3 ‘Free radical polymerization’. The temperature of the reaction was
constantly monitored using an Apollo 4000 temperature microsensor (World Precision Instruments,
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Inc. Sarasota, FL). Three or four sensors were firstly immersed in the monomer solution and then
raised above it before the reaction gel point was reached. A rapid increase in the temperature was
used as the indication for removing the sensors from the reaction mixture. The sensors were left in
the N2 atmosphere within the syringe, but above the reaction mixture, for about 20min after the gel
point was reached. Care was taken to prevent the sensors touching each other or the syringe walls.
Thereafter, the sensors were suspended vertically in air at room temperature for an additional 2h,
then transferred to PBS and stored at 4oC until further use. The schematic representation of the
sensor final design and its working principle is shown in Figure 13.

Pt-Ir electrode

Hydrogel
semi-

GOx + BSA and
PEI
GA

permeable
membrane

0.125mm

0.1-0.5mm

5-20nm

40-50µm

Figure 13: Schematic representation of hydrogel coated sensor with a description of each layer and a
diagram presenting enzyme based amperometric sensor working principles.
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Characterisation of hydrogel coating on sensors

The integrity and nature of the hydrogel coating on the sensor was tested using hematoxylin-eosin
staining. The hydrogel coated sensors were stained in hematoxylin solution for 20 min, washed in
running tap water for 10 min, stained in eosin for 20 min, washed in running tap water for 10 min
and finally washed in DI water. The stained sensor was examined visually for staining under a Nikon
Eclipse optical microscope. The cross-section of the sensor coatings was also observed using an
optical microscope. The sensor was glued vertically on a glass slide and the coatings at the tip of the
sensor were manually cut using a scalpel blade to expose coating cross-section for microscopic
observation.

2.11 Electrochemical measurements
The electrochemical measurements were performed using Apollo 4000 Amperometric Analyzer
(World Precision Instruments Inc., Sarasota FL). The sensors were tested in a beaker containing PBS
(pH 7.4) solution with vigorous stirring. Before measurements the sensors were polarized at 0.7V vs.
Ag/AgCl reference electrode until a stable current was observed. Calibration plots were obtained by
measuring the current while increasing the glucose concentration from 0 – 30mM (stepwise). The
response time was calculated as 90% of the maximum response time after increasing the glucose
concentration from 5 to 15mM. The sensitivity
following formula:

[A mM-1] of each sensor was calculated from the
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(2.3)

where

and

are the equilibrium current for 15 and 5 mM glucose concentration

respectively. The background current was subtracted from the data at the end of the experiment.

2.12 Scanning Electrochemical Microscope (SECM)
experiments
SECM is a commonly used technique to analyse and map the enzyme activity of surfaces [188-190].
In this study it was demonstrated that SECM is also a feasible method to characterise membrane
functional performance and permeability to the substrate. The constant height, generation –
collection imaging mode was used. The GOx enzyme catalyses the reaction of glucose resulting in
production of a redox – active species (hydrogen peroxide), which than is used for mapping the
permeability of the membranes.

2.12.1

Sample preparation

In order to analyze the membrane properties, epoxy – PU and hydrogel coated sensor surrogates
were prepared. 1mm thick PVA film was glued to a glass microscope cover slip. Care was taken in
order to ensure that the film is laid flat on the glass slide. Next, the samples were coated with
glucose oxidase followed by either the epoxy – PU or hydrogel membrane deposition in the same
manner as for the sensors (section 2.10.4). Subsequently the samples were scanned using an Optical
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Profilometer (Xyris 4000 CL, TaiCaan Technologies, Southampton, UK) in order to assess their
flatness. When not in use, the surrogate sensors were stored in PBS at +4 ˚C.

2.12.2

SECM measurements

The measurements were done using a 10µm diameter Ultra microelectrode (UME, Uniscan
Instruments Ltd, Buxton, UK) with R/G ratio 10 (where R is the radius of the glass disk insulator and
G the electrode radius) and an SECM M370 (Uniscan Instruments Ltd, Buxton, UK). Ag/AgCl and
platinum plate were used as reference and counter electrodes respectively.

Prior to each

experiment the UME was electrochemically cleaned in H2SO4 by cycling the potential from +1.1V to 0.24V for 100 cycles at a 50mVs-1 scan rate. The samples were tested in 50mM glucose/PBS solution
and in all experiments a potential of 0.7V was used as cyclic voltammetry confirmed this is suitable
for hydrogen peroxide detection at the UME. The sample was positioned in the middle of the SECM
three–electrode cell and an approach curve (also called tip-substrate distance curve) was measured
in order to obtain exact information about the distance from the sample. Subsequently the UME was
positioned 100µm above the sample surface and an area of 36cm2 was scanned. The measurements
were taken at 100µm intervals in both x and y direction with a 10µm s-1 scan velocity and a 1 s
sample pre-delay. All results were converted from American to European sign convention.

Chapter 3

The development of microspikes for
minimally invasive glucose sensing

3.1 Microspikes for continuous monitoring of glucose
Microspikes are a micro size structures which, unlike microneedles, are not hollow and are made of
a smart material that acts as sensor surface. Such structures have the potential to penetrate the skin
layer without causing pain and, with appropriate functionalization, measure the substrate
concentration in ISF. The aim of this study was to develop a platform for continuous monitoring of
glucose with microspikes acting as a sensing element. In this section, steps taken to functionalize the
microspikes to act as glucose biosensors along with the techniques used for characterisation are
described.
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3.1.1 Introduction
In our research group, a novel platform technology - microspikes based electrode was developed.
This section describes the application of the microspikes electrode for glucose biosensing. The
microspikes electrodes were functionalised with enzyme and permselective membrane coatings to
design the minimally invasive glucose biosensor. The efficacy of two different permselective
membranes was tested.

3.1.2 Fabrication and characterisation
The microspikes were fabricated as described in section 2.3. Prior to electroplating, the microspikes
surface was cleaned in 0.5M H2SO4 with cyclic voltammetry to remove debris and impurities such as
organic, non-metallic (non conductive) film or oxide layers, which can lead to poor adhesion of gold,
thus adversely affecting electrode performance. An example voltammogram acquired during this
procedure is presented in Figure 14.
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Figure 14: Example cyclic voltammogram for microspikes done prior to gold electroplating. The
electrodes were cleaned in 0.5M H2SO4 by cycling the potential vs. Ag/AgCl reference electrode from
-0.4 to 1.6V twice (scan rate 50m V s-1)
We have observed that each microspike array requires maximum two CV cycles for cleaning since
overexposure to high currents leads to gold corrosion and removal of the conductive layer from the
anode [191]. A reproducible reduction peak at approximately 0.9V indicated that the electrode
surface is cleaned and can be used for further study.

To ensure uniform coating and to improve the resistance of sensors’ conductive layer, an additional
gold cover was electrochemically deposited on the microspikes (section 2.4.1). An example
voltammogram from this experiment is presented in Figure 15.
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Figure 15: Electrochemical deposition of gold on microspikes. 8 cycles of a three potential sequence
consisting of first 300mV for 20s, second -600mV for 0.1s, then -500mV for 800s were applied to
microspikes acting as working electrode and Ag/AgCl as reference and counter electrode.
Figure 15 was used to estimate the thickness of gold layer electrodeposited on top of microspikes.
The surface area of the microspikes electrode was estimated from SEM images of the same silicon
wafer from which the microspikes were acquired, and was equal to 2.927·10-2 cm2. Gathering this
information and substituting in equation 2.1 described in section 2.4.3, an estimated 43nm thick
layer of gold was deposited on top of this microspike electrode.

To confirm the successful deposition of gold on the microspikes ‘native’ layer, the electrodes were
tested with the potassium ferricyanide redox couple. A typical CV is presented in Figure 16.
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Figure 16: Cyclic voltammogram of microspikes in 1 mM K3[Fe(CN)6] in 0.1M PBS solution conducted
after gold electroplating. The potential was ramped from 0 to 400mV at a scan rate of 50mV s-1.
After an additional washing in 0.5M H2SO4 the gold coated microspikes electrodes were
functionalized with enzyme and permselective membranes to fabricate glucose biosensors as
described in section 2.5.

3.1.3 Electrochemical sensor response
A second generation biosensor’s working principle involves the reduction of a substrate by the
enzyme, re-oxidation of the enzyme by the mediator and oxidation of the mediator by the electrode.
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This allows the sensors to work at lower operating potentials and independent of the ambient
oxygen concentration. In this study, the TTF mediator was incorporated in Nafion permselective
membrane deposited on the microspikes electrode. To determine the operating potential for such
prepared glucose sensor, cyclic voltammograms of the TTF-modified gold microelectrode were
recorded in the range -300 and 500mV versus Ag/AgCl reference electrode. The procedure was
carried out in 10mL of 0.1M PBS (pH 7.4). The oxidation peak was obtained at 150mV as shown in
Figure 17 and this potential was chosen for further study. At potentials higher than 500mV a strong
leakage of TTF from the electrode surface was observed and the sensor was destroyed. It is likely
that this effect was induced after irreversible oxidation of TTF+ to TTF2+ which becomes soluble in
aqueous solution and decomposes.
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Figure 17 An example of cyclic voltammograms of the TTF-modified gold. The potential was ramped
between -300 and 500mV versus Ag/AgCl reference electrode at a 50mV/s scan rate.
The TTF-Nafion coated microspikes sensors were calibrated by a stepwise glucose addition (section
2.7) at 150mV against Ag/AgCl reference and counter electrode (Figure 18).
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Figure 18: Current response to a stepwise glucose concentration increase for microspike sensors
coated with Nafion permselective membrane and the calibration curve in insert. The operating
potential was 150mV vs. SCE. More examples of such sensor responses are attached in the Appendix
1.
The TTF-Nafion based sensors showed linear response up to about 10mM glucose concentration
after which the enzyme gets saturated and the signal flattens up. The range of 2 to 10mM glucose
concentration is insufficient for monitoring the glucose level in ISF. Nevertheless, the time required
for the sensor to reach maximum current for a particular glucose concentration is relatively fast
(13±4 s), which is highly desirable for monitoring ISF glucose levels.

To improve the sensor functional performance and extend its liner working range, a different
permselective membrane was selected. We have decided to apply an epoxy-polyurethane
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membrane previously used for implantable glucose biosensors [67]. This membrane proved to be
resistant to interfering agents such as dopamine, ascorbic acid, acetaminophen, or uric acid and
functions reliably in vivo [67]. Thus, the enzyme functionalized microspikes were coated with epoxyPU membrane (section 2.5). The resulting sensors were calibrated in vitro under constant potential
of 150mV against Ag/AgCl reference and counter electrode. A typical sensor response curve and its
corresponding linear regression curve are illustrated in Figure 19.

Figure 19: Current response to a stepwise glucose concentration increase for microspike sensors
coated with epoxy-PU permselective membrane and the calibration curve in insert. The operating
potential was 150mV vs. Ag/AgCl reference and counter electrode. More examples of such sensor
responses are attached in the Appendix 1.
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The linearity of the microspikes coated with epoxy-PU membrane (R2=0.989) has been improved
with comparison to Nafion coated sensors (R2=0.972) within clinically relevant glucose concentration
ranging of 0-25mM [16]. Moreover, the relatively fast response time for epoxy-PU sensors (15±9 s),
which is comparable to Nafion (13±4 s), is favourable for sampling the ISF.

3.1.4 Determination of the apparent Michaelis – Menten constant
The electrochemical response of both types of sensors can be described by the apparent MichaelisMenten constant, KMapp,which expresses a specific characteristic of the electrode – enzyme system.
To determine KMapp from the equation 2.2 described in section 2.7 a reciprocals of current vs.
concentration were plotted (Figure 20) using Lineweaver–Burk approximation. The apparent
Michaelis-Menten constant was calculated from the slope of the linear fit.

CHAPTER 3. DEVELOPMENT OF MICROSPIKES FOR GLUCOSE SENSING

101

Figure 20: Lineweaver–Burk type plot for the determination of KMapp . The current values for epoxyPU and Nafion based membranes are taken from the titration curves presented above.
In case of sensors coated with epoxy-PU membrane, the apparent constant KMapp=51.8mM is much
higher than those coated with Nafion membrane (KMapp =9.2mM). Since the sensors are composed of
a membrane and a mediator (which affect the KMapp values) the results cannot be compared to the
literature values for saturated enzymes. However, the high KMapp value for the epoxy-PU sensors
confirms that the sensors can work in much higher substrate concentration range than the Nafion
coated sensors. In contrast, these results indicate that the Nafion coated sensors are more sensitive
at the lower substrate concentrations than the sensors coated with epoxy-PU membrane.
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3.1.5 Conclusion
In this section, functionalization of microspikes with glucose oxidase and permselective membrane
was described. The microspikes were fabricated as described in [181] and characterised by
electrochemical techniques. The functionalization was done using EDC/NHS coupling technique to
immobilise the glucose oxidase enzyme on the electrode.

Furthermore, two permselective

membranes were tested to improve the sensitivity and increase the linear working range of the
sensors.

It was concluded that epoxy-PU membrane improves the sensor performance in glucose
concentration range varying from 0-25mM when compared to Nafion membranes (0 – 10mM). The
linearity and time response were sufficient for monitoring the blood glucose concentration in
ISF [192]. The relatively low currents observed in sensors coated with epoxy-PU membrane are also
beneficial for minimally invasive monitoring since high current values can lead to adverse tissue
reactions. The low currents can be explained by the fact that, due to a three dimensional structure
of the microspikes based electrodes, sensors surface area is relatively large in comparison to the
plainer electrodes, which improves the mass transport efficacy. This also leads to a better signal:
noise ratio and thus improves the accuracy and reproducibility of the sensors.

The drawback from conducting the experiments under constant stirring is that the electromagnetic
field generated to rotate the stir bar has a high influence on the measured currents noises which can
be easily observed when analysing i.e. Figure 19. On the other hand, stirring was necessary to allow
quick mixing after the addition of glucose solution and minimise the risk of measuring the glucose
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concentration at the electrode interface. Thus, to better characterise the sensor performance and
minimise the influence of these effects, microspikes were incorporated into a microfluidics platform.
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3.2 Microfluidic device to investigate factors affecting
performance in biosensors designed for transdermal
applications

3.2.1 Introduction
As discussed in section 1.5.1 biosensor performance is controlled either by enzyme kinetics or mass
transport. Microfluidics platform was used to control convection and to more deeply understand
biosensor behaviour. Microfluidics systems have been extended to various fields such as point of
care diagnostic devices [193], microreactor systems [194], cell culture assays [195] and
combinatorial chemistry & drug discovery systems[196]. Microfluidic based in vivo - surrogate assay
platform for cell - based studies [197] and microscale cell culture analogue system [198] have been
also described before. In this study we attempt using a simple microfluidic system incorporated with
a functionalised set of microspike electrodes to mimic the behaviour of sensors monitoring the
transdermal substrate concentration. These studies are useful in optimizing the physical and
chemical aspects of the biosensor to ensure high performance before in vivo studies. A functional
performance of microspikes incorporated in microfluidics platform is presented. The hypothesis for
this study was that such device will allow controlling the environment at the interface between the
sensor membrane and the solution, which can be used for studying the mass transport effect in
microspike based biosensors.
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3.2.2 Electrochemical response of microspikes incorporated into a
microfluidics platform
The microspikes were fabricated as described in section 2.3 and 2.4.2. In order to study the mass
transport effect, the microspikes were bound to a glass substrate and wired with the silver patterns.
Based on the experiments presented above, it was determined that most suitable membrane for
such glucose sensors is epoxy – PU thus, it was chosen for this study (detailed procedure described
in section 2.5). Functionalized microspikes attached to a glass slide were incorporated into a
microfluidics platform using oxygen plasma bounding, as described in section 2.6 (final design is
presented in Figure 11 in the previous chapter).

As shown in Figure 21, in the initial stage the sensor response is dependent on the flow rate. As
discussed below this is a consequence of the design of the flow chamber resulting in a period during
which the concentration reaches a constant value. Once this chamber concentration has stabilised
the plateau current is independent of flow rate. This implies that once the steady state is reached
the current is limited either by the enzyme kinetics or membrane diffusion and not by external mass
transport. In other words, the unstirred layer at the membrane surface is sufficiently thin at all flow
rates studied for diffusion across this layer not to be rate limiting.

The sensor response is much longer when incorporated into a microfluidic platform than in bulk
measurements (see Figure 19). The main reason for that is the relatively slow mixing in the
microfluidic chamber which has been described earlier [199]. It has been reported that in a
hexagonal chamber reaching concentration equilibrium takes several minutes [199]. The sensor
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response for two different measurements at 100 µL /min flow rate indicates the reproducibility of
the device.

Figure 21: Electrochemical response of glucose sensing microspikes incorporated into a microfluidics
platform. The increase of glucose concentration from 0 to 5mM is presented (background current
was subtracted from the measurements). Two sensor responses at a flow rate of 100µL/min are
shown to present the stability and reproducibility of the method
In the second generation biosensors, it is important to determine whether there are any membrane
defects as they could allow the leakage of a mediator, which would affect the sensor performance
and lead to loss of functionality. Incorporating microspikes into a microfluidics platform proved to be
a very useful technique to study this phenomenon, as it allows the amplification of the mediator loss
with comparison to the stationary measurements, and provides us with a very stable, well controlled
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system where any such loss can be reliably measured. Thus, during the experiments described above
the flow-through solution was collected and analyzed for TTF by applying 150mV to homemade gold
(working) electrode vs. Ag/AgCl reference and counter electrode. Based on these results it was
concluded that the epoxy – PU membrane was not damaged or cracked and there was no detectable
leakage of TTF as the current was stable and remind at background level throughout the experiment.

3.2.3 Conclusions
We have demonstrated that microfluidics system is a useful technique for characterising microspikes
based sensor behaviour. Microfluidics experiments involving out-of-plane microspikes revealed that
the sensor response is flow rate dependent in the initial stage and independent of flow rate
thereafter. The glucose sensors with epoxy – PU membrane show a long response time in the
microfluidic platform. This can be attributed to the slow mixing of the solutions in the hexagonal
chamber. The parabolic flow profile due to the syringe pumps coupled with laminar flow and
backpressure [199] in the hexagonal chamber explain the high response time. This is further
compounded by the use of two syringe pumps in sequence which further leads to backpressure near
the inlets. The microfluidic platform described here provides valuable information on the kinetic
processes which affect the sensor performance.
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3.3 Summary
The non-flow cell set-up allowed determining the working range and the time response of glucose
sensors. It was concluded that sensors with epoxy – PU membrane can operate in clinically relevant
range with quick response time (less than 20s). Sensors coated with epoxy – PU membrane exhibit
much higher working range than Nafion coated sensors, which was confirmed by the calculated
apparent Michaelis - Menten constant.

Microspikes functionalized with epoxy – PU membrane are suitable candidates for minimally
invasive glucose sensors. Functionalized set of microspikes was incorporated into a microfluidics
platform. Such approach allowed controlling the environment at the interface between the sensor
and the surrounding fluid by varying the flow rate. The results indicate that the functionalized
microspikes coated with epoxy – PU membrane are sensitive to the changes in flow rate only at the
initial stage of sensor response. However, the maximum current observed remained independent of
the flow rate.

Transdermal biosensors can potentially be used as disposable devices for measuring glucose
concentration in interstitial fluid. Our results suggest that microspike based glucose sensors
functionalized with the enzyme using EDC/NHS chemistry, followed by casting of epoxy-PU
membrane, meet the criteria for minimally invasive biosensors. The microfluidics device design
presented here can be further customized. Modifications such as having two different subsets of
functionalised microspikes incorporated into the microfluidic platform will enable simultaneous
measurements

of

glucose

and

lactate

concentrations.

Chapter 4

Improving batch to batch reproducibility of
an enzymatic glucose biosensor

4.1 Development of hydrogel based permselective
membrane
Hydrogels are hydrophilic materials commonly used as biomaterials to minimise adverse tissue
reaction [200]. The hypothesis for this study was that hydrogels with higher molar concentration of
the crosslinker would act as a permselective membrane while still keeping its superior in vivo
performance. In this section the steps taken to evaluate the chemical composition of hydrogel which
can be used as permselective membrane are described.
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4.1.1 Introduction
The selection of monomers was based on previous reports by [69] where authors used hydrogels as
bioactive coating for glucose biosensors and observed a significant improvement in performance
in vivo, with comparison to PU coated sensors. Moreover, hydrogels with similar chemical
composition are widely used as materials for contact lenses [201] and have been known for their
biocompatibility properties [202]. In this section a series of studies is presented, which lead to the
development of novel permselective membrane.

4.1.2 Hydrogel fabrication for FTIR experiments
To determine the incorporation of all monomers and select most appropriate chemical composition
for further study, two series of hydrogels were prepared as described in section 2.3. In the series 1,
four different hydrogels were prepared by varying the NVP concentration. The molar ratios used as
against the rest of the monomers were 0, 15, 30 and 45 mol%. Of the rest, the molar ratio between
HEMA and DHPMA monomers for all four hydrogels was kept constant at 1:8. EGDMA concentration
for all hydrogels of this series was kept at 1 mol%. In the series 2 the molar ratios of NVP was 30
mol% and the molar ratio between HEMA and DHPMA for all four hydrogels was 1:8 of the total
monomer concentration. The summary for both series is presented in Table 2 and Table 3.
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Series 1
VP0
VP15
VP30
VP45

Molar Ratios
NVP
0
15
30
45

HEMA
11.0
9.3
7.7
6.0

DHPMA
88.0
74.7
61.3
48.0
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EGDMA
1
1
1
1

Table 2: Molar ratios of monomers for synthesis of hydrogels of series 1

Series 2
EGDMA0.5
EGDMA1
EGDMA3
EGDMA5

Molar Ratios
NVP
30
30
30
30

HEMA
7.7
7.7
7.5
7.4

DHPMA
61.6
61.3
60.1
58.9

EGDMA
0.5
1
3
5

Table 3: Molar ratios of monomers for synthesis of hydrogels of series 2

4.1.3 Chemical characterisation of hydrogels using FTIR
The FTIR spectra of the monomers used for the hydrogel preparation are presented in Figure 22. The
chemical composition of HEMA and DHPMA are similar, thus the similarity of the FTIR spectra. The
stronger appearance of the absorption peak for DHPMA at approximately 3390 cm-1 indicates higher
concentration of hydroxyl groups with comparison to EGDMA. Characteristic absorption peaks for
NVP and EGDMA were also observed at 1450 cm-1 and 1650 cm-1, respectively.
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Figure 22: FTIR spectra (left) and structure (right) of monomers and crosslinker used in hydrogel
preparation
Since NVP is a cyclic monomer and its concentration is correlated with hydrogel pore size and
distribution [203], it was important to determine whether it is well incorporated into the copolymer
structure. As seen on Figure 23 the absorption peak for NVP at approximately 1450 cm-1 increases
with increased concentration of NVP. These results suggest that the NVP is well integrated into the
hydrogel structure even at high concentration.
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Figure 23: FTIR Spectra of DHPMA-HEMA-NVP hydrogels crosslinked with EGDMA, as function of
NVP concentration
High crosslinker concentration was required to provide ‘tight’ structure of hydrogel which allows it
to act as a permselective membrane. As seen on Figure 24, the absorbance pick at 1650 cm-1, which
is characteristic for EGDAM, increase with increased concentration of the crosslinker. However,
during the experiments it was observed that hydrogels with high crosslinker concentration (EGDMA5
and EGDMA3) were too brittle and could easily be damaged when coated on a sensor.
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Figure 24: FTIR spectra of DHPMA-HEMA-NVP hydrogels as a function of crosslinking concentration
of EDGMA

4.1.4 Conclusion
The chemical composition of hydrogels could be adjusted to suit the application by changing the
NVP concentration from 0-45 mol%. The highest possible concentration of the crosslinker was 2-3
mol% since, although it incorporates well into the hydrogel structure, higher concentration affects
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the mechanical properties of the hydrogel. The next step involved investigating the performance of
hydrogel membrane, which was assessed through the functional studies of the sensors.
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4.2 Preparation of glucose biosensor coated with hydrogel
membrane
In this section a combination of epoxy-PU and hydrogel coated sensors characteristics are discussed.
The device performance and the structure/morphology of the hydrogel permselective membrane
are also described. Furthermore, a novel method based on Scanning Electrochemical Microscopy
was developed to examine the performance of these membranes.

4.2.1 Introduction
As previously reported [131] the response of coil type amperometric glucose sensors is mainly
determined by the permselective membrane properties (morphology and pore structure) and their
distribution across the sensor surface. Although not widely acknowledged in the scientific literature,
the reproducibility of such sensors is often poor. In this work we attempted to address this issue by
using hydrophilic material with high crosslinker concentration. For comparison PU coated sensors,
which were commonly used in previous work done in our group, are also presented.
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4.2.2 Response characteristics sensors coated with epoxy – PU
membrane
Sensors coated with epoxy – PU membrane were fabricated according to section 2.10 and
electrochemical measurements were performed according to section 2.11. A typical response to
change in glucose concentration for such sensors is presented below.

Figure 25: Typical current response to a stepwise glucose concentration increase (0-30 mM) for
three sensors coated with epoxy – PU permselective membrane and the calibration curve in insert.
The sensors presented above were prepared in the same batch and tested one day after fabrication.
The within-batch and batch-to-batch variation in sensor response was typical (see Figure 25)
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although a lot of care was taken to ensure identical fabrication conditions. It is worth nothing,
however, that the linearity of such sensors is exceptional (in the above example R2 for all three
sensors was 0.999).

To address the reproducibility issues of coil-type amperometric sensors, hydrogel membrane was
used. The coating technique and the characteristics of such sensors are presented below.

4.2.3 Temperature measurements
APS and SMS initiators were used to induce the polymerisation of hydrogels as specified in section
2.3. The time after which APS and SMS decomposition generate enough free radicals to initiate the
polymerisation depends on many factors including the solution/room temperature or freshness of
the initiator solutions [204]. For coating the sensors, it was crucial to determine the exact moment
when the polymerization begins. If the sensors were left for too long after the initiators had been
mixed with the monomer solution, the membrane formed was irregular and uneven. On the other
hand, if the sensors were left for too short the polymerization wouldn’t occur equally on the sensor
surface. Thus, it was crucial to design a system which allows monitoring the progress of
polymerization for controlling the coating process of the sensors.

Since free radical polymerization is an exothermic reaction where the release of energy is in form of
heat, the temperature was chosen as an indicator for the progress of the reaction. Thus, monomer
solution containing 5 mol% of NVP, 46.25 mol% HEMA, 46.25 mol% DHPMA and 2.5 mol% of EGDMA
was prepared and polymerized as described in section 2.3 using 1.5mol% of APS and SMS. During the
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process of polymerization the temperature was measured as described in section 2.9.2. An example
of temperature- time curve for free radical polymerized hydrogels is presented below.

Figure 26: A typical temperature change when polymerising the hydrogels. The points at which the
SMS and APS free radical initiators were added are marked

As seen on Figure 26 when both initiators were added to the solution the temperature increased
exponentially, which indicates that the rate of heat transfer out from the sample was much lower
than the heat created by the polymerization process [204]. In this phase the polymer chain growth is
most rapid which results in rise of heat and increase of viscosity. Since the goal of this study was to
form a uniform layer of a hydrogel membrane, the sensors were dipped into the monomer solution
and, removed when the temperature started to increase rapidly. This allowed the polymers
adsorbed on top of the sensors to polymerise and create a uniform thin coating. Based on these
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results a detailed protocol for coating the sensors with hydrogel membrane was developed and is
described in section 2.10.4.

4.2.4 Response characteristics of sensors coated with hydrogel
membrane
Increased NVP concentration improves the porosity and water content of copolymers [69] thus, its
concentration influences the structural properties of hydrogel. To determine the optimal
concentration of NVP in hydrogel acting as a permselective membrane a series of functional
performance studies was conducted.

Based on results from FTIR measurements (section 4.1) it was concluded that the maximum
concentration of the EGDMA crosslinker, which can be used in hydrogels without compromising its
mechanical stability, is between 2 - 3mol%. At such high crosslinking concentration, the hydrogels
were expected to have very low porosity allowing it to function as a permselective membrane for
the sensors. Moreover, since OH groups may favour the attachment and entrapment of cells[205],
HEMA and DHPMA were kept at 1:1 ratio. To determine the functional performance of the sensors
coated with hydrogel membrane, monomer mixture was prepared by mixing 2.5mol% of EGDMA,
HEMA and DHPMA were kept at 1:1 ratio while that of NVP was 5, 10 and 15 mol % of total
monomer content. Calibration curves for these sensors are presented in Figure 27.
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VP: 10mol%

VP: 15mol%

Figure 27: Current response to a stepwise glucose concentration increase for three sets of sensors.
Each set was coated with hydrogel membrane having different NVP concentration. The molar ratio
between HEMA to DHPMA for all four hydrogels was kept constant at 1:1 and EGDMA concentration
for this series was kept at 2.5 mole%

As seen in Figure 27, with increasing concentration of NVP the sensor to sensor variation amplifies
which can be observed especially at high glucose concentrations. Sensors coated with hydrogels
containing 5 mol% of NVP exhibit very similar response to change in glucose concentration. With
increased molar ratio of NVP to 10, sensors response becomes diverse and with 15 mol%
concentration of NVP further variation can be observed. Since increased concentration of NVP
improves the porosity which is beneficial for in vivo performance of these sensors, hydrogels
containing 10 mol% of this monomer were chosen for further study.
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Long term sensor performance
To evaluate long term performance of sensors coated with hydrogel membrane sensors were
prepared as described in section 2.10. The chemical composition of permselective membrane was
chosen based on the results from section 4.1. Hydrogels containing 10 mol% of NVP, 43.75 mol%
HEMA, 43.75 mol% DHPMA and 2.5 mol% of EGDMA were used.

Figure 28 shows a typical calibration curve in response to step increase of glucose concentration
(0-30mM) for three sensors coated with a hydrogel membrane, measured 60 days after fabrication.
The sensors respond to changes in glucose concentration in a nearly identical way having very
similar response times (4min 20s ±3s, n=3) and sensitivity (25.2±1.5 nA/mM, n=3). The linearity of
the sensors was acceptable (R2 = 0.997) for glucose concentrations varying from 0-30mM which
meets the requirement for in vivo glucose monitoring [16].
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Figure 28: Current response to a stepwise glucose concentration increase for three sensors coated
with hydrogel which acts as a semi-permeable membrane (and the calibration curve in insert). The
measurements were done 60 days after sensor fabrication. R2 = 0.997 in glucose concentration
varying from 0-30mM.

Two types (hydrogel and epoxy-PU) of sensors were compared in order to determine their
reproducibility. To quantify the variations, each sensor was calibrated with step increases of glucose
concentration (0-30mM). Subsequently the data was fitted with a linear equation and the slope was
determined for each sensor. For the hydrogel coated sensor, 60 days after fabrication the slope was
20.37 ±0.18 nA/mM (n=3, see Figure 28) and for the sensors coated with epoxy – PU membrane
5.70±7.15 nA/mM (n=3, see Figure 25).

To further evaluate the long term performance, four sensors were kept in 5mM glucose solution for
60 days. At day 2, 5, 11 and 60 all sensors were calibrated to determine the sensitivity for each
sensor. As seen in Figure 29 the sensitivity significantly increases from day 2 to 11 and remains
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stable up to day 60. The increase of the sensitivity in the first 12 days can be attributed to the BSA
matrix needing time to fully hydrate, which in the case of a hydrogel membrane is quicker than with
a PU membrane(21 days, [67]).

Figure 29: Long term sensor stability testing. Four sensors were kept in PBS with 5mM glucose
concentration for 60 days. The graph represents an average sensitivity at day 2, 5, 11 and 60. The
variation observed is probably due to mechanical damage of the membranes as the sensors tested
just once 60 days after fabrication do not exhibit such deviations
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4.2.5 Characterisation of the hydrogel membrane
Following the functional efficacy testing of sensor responses in PBS, and ascertaining that the
hydrogel membrane functioned as a permselective membrane, the hydrogel was further
characterized to elucidate structure-function relationships.

Characterisation of the hydrogel membrane coated on the sensors
To allow easier observation of transparent hydrogels under the optical microscope, the sensors were
stained with H&E as described in section2.10.5. Visual examination confirmed that the sensing
elements are fully coated with the hydrogel and no enzyme is directly exposed to the surrounding
environment. To measure the thickness of hydrogel membrane the sensors were glued to a glass
slide and sectioned perpendicularly to the working electrode coil in order to expose all layers as
presented in Figure 30. The uniformly dispersed hydrogel membrane was interconnected with
underlying GOx/BSA layer and had a thickness of 41.4 ±9.8 µm.
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Figure 30: Optical micrograph of the sensor. Magnification 50x (left) and 100x (right). The hydrogel
has a blue-purple colour due to a staining with hematoxylin. C- Cotton; G- Glucose oxidase and BSA
crosslinked with GA; H - Hydrogel coating

Symmetric cross-section morphology
The hydrogels were fabricated by a phase separation process, thus their structural properties
depend on the water uptake during the polymerisation[206]. To investigate this phenomenon
Scanning Electron Microscopy was used as stated in section 2.9.3. Three types of samples were
prepared, all having the same chemical composition as membranes (10 mol% of NVP, 43.75 mol%
HEMA, 43.75 mol% DHPMA and 2.5 mol% of EGDMA). The specimens were polymerised at 90%, 50%
and 0% humidity at room temperature. After washing with DI water, the samples were stored for
one week at room temperature in PBS (changed daily) to hydrate and freeze-dried for SEM imaging.

As seen in Figure 31 the hydrogel membrane is composed of two very distinct layers. The inner layer
has a uniform, apparently non porous structure and its main function is to limit the diffusion of
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glucose. The outer (skin) layer has a very porous and uniform structure whose main function is to
promote cell ingrowth. As it is seen from SEM images both layers are very well organised which
contributes significantly to the reproducibility of the sensors.

Figure 31: SEM pictures of membranes skin layer. Hydrogels were polymerised at room temperature
in a) 90% humidity (scale bar 100µm), b) 50% humidity (scale bar 50µm) and c) nitrogen atmosphere
(0% humidity, scale bar 10µm). The thicknesses of porous skin layer are 230±4 µm, 137±3 µm and
26±1 µm, respectively
The influence of humidity on hydrogel structural properties was investigated. As seen in Figure 31
the thickness of skin layer decreases with reduced humidity. This can be attributed to a relatively
high crosslinker concentration and higher water accumulation at the surface of the hydrogel during
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the polymerisation (which in dry environment can be minimised). The permselective behaviour of
the hydrogel relied on the solubility of glucose and oxygen in the membrane and controls the
reactant flux to the enzyme.

Chemical composition of skin and bottom layer of hydrogel
To determine whether there were differences in chemical composition between the skin and bottom
layer of hydrogel, FTIR was used. IR spectra were recorded at room temperature in the mid-infrared
range (4000–650 cm-1) as described in section 2.9.1. The membranes were fabricated as described
above (see ‘Symmetric cross-section morphology’) with 90% humidity as this produced membrane
with a thick skin layer. After hydration the two layers were separated with a scalpel blade and
freeze-dried prior to FTIR characterisation.

As presented on Figure 32, the FTIR spectra representing the chemical composition of both
morphologically different hydrogel layers appears to be matching. Since the chemical composition is
very similar, the permselectivity of the membrane mainly depends on the inner layers morphological
properties as the outer layer appears too porous to be a diffusion barrier for glucose/oxygen.
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Figure 32: FTIR spectra of outer (skin) and inner layer of the hydrogel membrane

4.2.6 Scanning Electrochemical Microscopy (SECM) experiments
Scanning Electrochemical Microscopy was used in order to map the enzyme activity on the planer
sensors. This technique involved measuring hydrogen peroxide concentration within close proximity
to the sensor surface. As hydrogen peroxide is a direct product of the GOx enzymatic reaction, it can
be used as an indicator of the rate at which glucose is converted. Thus, the glucose diffusion can be
assessed by mapping the hydrogen peroxide concentration at the surface of a sensor.
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For the SECM experiments, sensor mock-ups were prepared as described in section 2.12.1. Hydrogel
composition was kept the same as described in previous section (10 mol% of NVP, 43.75 mol%
HEMA, 43.75 mol% DHPMA and 2.5 mol% of EGDMA). Such prepared samples were scanned using
optical profilometer to ensure their flatness. An example of such measurements is presented in
Figure 33.

Figure 33: An example of image taken using optical profilometer which indicates that the variation
on the sample surface is less than 0.5mm. Such samples were further analyzed using SECM
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After cleaning the UME, PVA films coated with either hydrogel or epoxy-PU membrane were placed
at the middle of the SECM cell filled with 50mM glucose dissolved in PBS. To determine the
positioning of a sample in the SECM cell, couple of line scans were conducted in both x and y
direction. The UME was operating at 0.7V to measure the hydrogen peroxide which was synthesized
by the immobilised enzyme on PVA film. An example of such scan is presented on Figure 34.

Figure 34: A typical line scan conducted on PVA sheet comprised of GOx, BSA and crosslinked with
GA and coated with hydrogel permselective membrane immersed in 50mM glucose/PBS solution.
The scan was conducted in x direction with UME measuring current every 100µm.
Based on the line scans UME was positioned directly above the sample. In order to determine the
exact distance from the sensor mock-ups, an approach curve was performed. The UME was lowered
in z direction until a peak was observed as illustrated on Figure 35.
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Figure 35: An approach curve experiment where the UME working at 0.7V against Ag/AgCl and Pt
reference and counter electrodes, respectively, was lowered to a close proximity to the sample
The peak current observed in the figure above represents the minimum distance from the sensor at
which the diffusion of hydrogen peroxide is not hindered. The decrease of current observed after
the maximum current is reached indicates that the distance between the UME and the sample is
small enough to limit the feedback. After conducting an approach curve, which allowed accurately
measuring the distance of UME from the sample, the SECM tip was positioned 50µm above the point
where the maximum current was noted.

After determining the edges of the sample with line scan experiments and adjusting the height of
UME by approach curve experiments the area of approximately 36mm2 was scanned as described in
section 2.12.2. A comparison between samples coated with epoxy-PU and hydrogel membrane is
presented in Figure 36.
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Figure 36: SECM images of hydrogen peroxide diffusion through epoxy-PU (left) and hydrogel (right)
membranes coated on GOx immobilised on BSA by GA crosslinking, assembled on polyvinyl alcohol
sheets (current is presented in colour gradient scale - see inserts).
SECM results indicate that the epoxy-PU membranes do not have uniform lateral transport
properties, which may be the cause of the lack of reproducibility of the sensors. The membrane
shows higher hydrogen peroxide permeability at the sides of the mock-up sensor and virtually none
in the centre. On the other hand, hydrogel coated sensors show uniform hydrogen peroxide
diffusion, which indicates consistent glucose conversion at the interface between the hydrogel and
the enzyme.

4.2.7 Conclusion
In this section a novel hydrogel based mass transport limiting membrane for enzymatic glucose
biosensors is presented. The membrane was characterised in terms of morphology and chemical
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composition, which revealed it comprises of two chemically very similar but morphologically distinct
layers. Sensors coated with such membranes exhibit analogous response to the change of glucose
concentration, which was confirmed by electrochemical measurements (presented in Figure 28).
SECM microscopy was used to explore this phenomenon further. The results indicate that the
diffusion of glucose through hydrogel membrane is much more uniform than that through
commonly used epoxy – PU membranes.

4.3 Summary
To conclude, the hydrogel coatings are good candidates to replace the commonly used
permselective membranes as they allow fabrication of reliable and reproducible sensors, whose
efficacy is not affected by the preparation conditions. It was demonstrated that the chemical
composition of the hydrogel can be tailored to the application, i.e. it is considered that the increase
of NVP concentration to 15% in hydrogel membrane (which, as demonstrated in Figure 27, has
higher sensitivity but affects the reproducibility in vitro) can be beneficial for sensors used in vitro
where, due to biofouling effect, the signal reduces with time. Also, a novel method for coating the
sensors was developed. The temperature measurements were used as an indicator of
polymerisation progress, which allowed precisely controlled sensor coating. The electrochemical
characterisation of hydrogel coated sensors was performed, which allowed further optimization of
membrane chemical composition. Also a long term study of the sensor response revealed that the
performance did not vary much over a 60 day period. Furthermore, the hydrogel permselective
membrane was further characterised in order to correlate its structure to functional performance.
The sensors were stained and examined under light microscope which revealed that the hydrogel is
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uniformly coats and is interconnected with the underlying GOx layer. SEM experiments indicated
that the outer layer of hydrogel is porous and does not act as a selective barrier for glucose,
however, it is speculated that this could be beneficial for the in vivo cell attachment. Finally SECM
was used to compare epoxy-PU and hydrogel coated sensor surrogates. The results clearly show that
the diffusion of hydrogen peroxide (which is produced by the enzyme catalyzing the oxidation of
glucose) is much more uniform in mock-up sensors coated with hydrogel membrane.

Chapter 5

Conclusion and recommendation for future
studies

We present the steps taken to investigate novel technologies for glucose sensing applications. In the
first part of this work, a detailed description of the microspike based platform for minimally invasive
glucose sensing was presented. In contrast, second part contains a methodology for the
development of sophisticated permselective membrane to address the reproducibility issues in coiltype implantable biosensors. The aim for this chapter is to summarise the research findings
presented, and to indicate possible future directions for these studies.
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5.1 Conclusion
The goal for this work was to design glucose biosensors having the potential, in combination with an
insulin pump, to provide the patient with a CGMS. To address this, in the first part of this work a
detailed description of a method to fabricate and functionalise microspikes to act as glucose
biosensors is presented.

The unique abilities of microspikes, namely their ability to painlessly penetrate the skin layer and
access ISF, makes them good candidates for minimally invasive biosensors. The microspikes were
fabricated using lithographic techniques and sputtered with gold to serve as electrodes for
electrochemical biosensors. The gold surface was functionalised with glucose oxidise using EDC/NHS
chemistry. To protect the enzyme layer and to increase the linear working range of such modified
sensors, two types of coatings were tested, namely Nafion and epoxy – PU permselective
membranes both containing TTF mediator. Functional testing of biosensors revealed that the Nafion
membrane allows determining glucose in 0 to 10mM concentration range, which is insufficient for
sensing in ISF. Epoxy – PU membranes improved the linear detection range (to 0-25mM, R2=0.989),
which was confirmed by calculated apparent Michaelis-Menten constant, thus was selected for
further studies.

To further characterise microspike based biosensors and eliminate the noise from the
measurements (which were caused by stirring the solution during functional testing) the sensors
were incorporated into a microfluidics platform. The data from this study indicate that the sensor
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response is flow rate dependent in the initial stage and independent of flow rate thereafter, due to a
slow mixing of the glucose containing solution in the microfluidics chamber.

In conclusion, it was presented that the microspikes can be functionalised to act as biosensors and
with an appropriate coating sense the glucose concentration within clinically relevant range. A
microfluidics platform proved to be useful in further characterisation of such sensors.

In addition, we have concentrated on improving the coil-type invasive biosensors; specifically we
attempt to address the issues related to batch to batch variability in sensor response, which is
presented in the second part of this work. Hydrogels, which are well known for their
biocompatibility, served as a basis for our study. It was hypothesised that these materials, if
fabricated using high enough concentration of the crosslinker, can serve as permselective
membranes. Since the final morphology of hydrogels does not depend on the polymerisation
conditions, it was also assumed that such membranes will improve sensors reproducibility.

Chemical characterisation of hydrogels using FTIR revealed the optimal concentration of monomers
for the hydrogel fabrication. It was concluded that the maximum concentration of the EGDMA
crosslinker is 2.5mol% and that the NVP monomer, which allows adjusting hydrogel pore size and
distribution, can be varied from 0 to 45mol%. However, tuning of the final concentration of
monomers in hydrogel had to be done trough functional testing.

To evaluate the hydrogel based permselective membrane performance, a novel method of sensor
coating technique was developed. The hydrogel membrane polymerisation progress (induced using
APS/SMS free radical initiators) was monitored by measuring the temperature of the monomer
solution, which was used as an indicator for sensor coating. This was followed by the functional
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performance tests, based on which the optimal concentration of the monomers was determined.
The goal of fabricating sensors with an exceptional reproducibility (hydrogel coated sensors
calibration curve slope was 20.37 ±0.18 nA/mM compared to an epoxy – PU coated sensors
5.70±7.15 nA/mM) was achieved. The sensors also exhibit a stable long term performance, which
was confirmed by testing the response to a change in glucose concentration for 60 days.

Characterisation of hydrogel coated on the coil-type sensors using optical microscope and H&E
staining revealed that the membrane is interconnected with the underlying GOx/BSA/GA layer.
Furthermore, based on the SEM images of hydrogel fabricated when varying humidity, it was
concluded that the membrane is composed of two morphologically different layers: an outer (skin)
layer and an inner layer. The skin layer appeared highly porous whereas the inner layer structure
was compact, which indicates that the permselectivity of the membrane is mainly dependent on the
latter. An FTIR study of both layers was conducted to determine whether the morphological
differences reflected an underlying difference in composition, no difference in chemical composition
was seen between the layers.

To determine the transport of glucose through the hydrogel membrane a novel technique was
developed. Based on SECM measurements the diffusion of glucose into the mock-up sensors was
correlated to the diffusion of hydrogen peroxide outside the sensor. Based on these results a map of
hydrogen peroxide diffusion patterns through the sensor membrane was constructed, based on
which it was concluded that the hydrogel membranes have evenly distributed transport properties
across their surface unlike the epoxy – PU ones and this, in turn, is postulated to have an effect on
their reproducibility.
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To conclude, a novel hydrogel membrane for coil-type amperometric glucose sensors is presented.
It was characterised using various techniques in terms of its morphology and chemical composition
as well as its functional performance. A novel technique, based on the SECM, was developed to map
the diffusion of the substrate through such membrane.

5.2 Recommendation for future studies
Based on this work, future development should concentrate on in vivo studies for both types of
biosensors. It was shown in our group and by others [49, 50] that microspikes can penetrate the skin
layer and access ISF and, with appropriate functionalization presented in this work, act as glucose
sensors. However, to our knowledge, the effects of the physical puncturing of skin by the microspike
device on the microspikes and their outer coatings are not known. Such data would allow
determining whether any additional modifications are required to maintain the device integrity.

It was also shown within our group that microspikes can be functionalised to act as lactate
biosensors. This idea can be further exploited to design a multi-analyte detecting platform. However,
for that a different design of microspikes is needed where each spike would be individually
addressed. Furthermore, the functionalization of microspikes with an enzyme would have to be
modified to allow attaching an enzyme to an individual spike.

For the coil-type invasive biosensors, it is also proposed to concentrate on in vivo studies. Hydrogel
membrane developed in this work has a potential to improve the in vivo sensor life time, as the most
outer layer is designed to be highly porous, which should promote cells attachment. Moreover,
being able to fabricate reproducible sensors, it is suggested to research whether it is feasible to
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correlate the response of implanted sensor with those tested in vitro, which could reduce (or
eliminate) the amount of calibrations required.

Finally, it is suggested to further optimise the SECM technology for measuring the diffusion of a
substrate through the membrane. More accurate measurements, in nanoscale resolution, could be
done when combining SECM with an AFM system and operating at the constant distance from the
sample surface. In this case AFM tip can serve as an electrode, minimising the issues associated with
the UME R/G ratio.
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Figure 37 An example of current response to a stepwise glucose concentration increase for
microspike sensors coated with Nafion permselective membrane and the calibration curve in insert.
The operating potential was 150mV vs. SCE.
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Figure 38 An example of current response to a stepwise glucose concentration increase for
microspike sensors coated with Nafion permselective membrane and the calibration curve in insert.
The operating potential was 150mV vs. SCE.
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Figure 39 An example of current response to a stepwise glucose concentration increase for
microspike sensors coated with epoxy-PU permselective membrane and the calibration curve in
insert. The operating potential was 150mV vs. Ag/AgCl reference and counter electrode.
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Figure 40 An example of current response to a stepwise glucose concentration increase for
microspike sensors coated with epoxy-PU permselective membrane and the calibration curve in
insert. The operating potential was 150mV vs. Ag/AgCl reference and counter electrode.
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